Google 



This is a digital copy of a book that was preserved for generations on library shelves before it was carefully scanned by Google as part of a project 

to make the world's books discoverable online. 

It has survived long enough for the copyright to expire and the book to enter the public domain. A public domain book is one that was never subject 

to copyright or whose legal copyright term has expired. Whether a book is in the public domain may vary country to country. Public domain books 

are our gateways to the past, representing a wealth of history, culture and knowledge that's often difficult to discover. 

Marks, notations and other maiginalia present in the original volume will appear in this file - a reminder of this book's long journey from the 

publisher to a library and finally to you. 

Usage guidelines 

Google is proud to partner with libraries to digitize public domain materials and make them widely accessible. Public domain books belong to the 
public and we are merely their custodians. Nevertheless, this work is expensive, so in order to keep providing tliis resource, we liave taken steps to 
prevent abuse by commercial parties, including placing technical restrictions on automated querying. 
We also ask that you: 

+ Make non-commercial use of the files We designed Google Book Search for use by individuals, and we request that you use these files for 
personal, non-commercial purposes. 

+ Refrain fivm automated querying Do not send automated queries of any sort to Google's system: If you are conducting research on machine 
translation, optical character recognition or other areas where access to a large amount of text is helpful, please contact us. We encourage the 
use of public domain materials for these purposes and may be able to help. 

+ Maintain attributionTht GoogXt "watermark" you see on each file is essential for in forming people about this project and helping them find 
additional materials through Google Book Search. Please do not remove it. 

+ Keep it legal Whatever your use, remember that you are responsible for ensuring that what you are doing is legal. Do not assume that just 
because we believe a book is in the public domain for users in the United States, that the work is also in the public domain for users in other 
countries. Whether a book is still in copyright varies from country to country, and we can't offer guidance on whether any specific use of 
any specific book is allowed. Please do not assume that a book's appearance in Google Book Search means it can be used in any manner 
anywhere in the world. Copyright infringement liabili^ can be quite severe. 

About Google Book Search 

Google's mission is to organize the world's information and to make it universally accessible and useful. Google Book Search helps readers 
discover the world's books while helping authors and publishers reach new audiences. You can search through the full text of this book on the web 

at |http: //books .google .com/I 



FROM THE- LI BRARY- OF 
■WiaiAMA HILLEBRAND 





DYNAMO LABORATORY 
OUTLINES 






McGraw-Hill DookCompai^^ 

Pu6Gs/iers qf3ooJ^/br 

ElGCtrical World TheEnginGerui^ aiid>fimng Journal 
Ln^ineerii^ Gecord Engineering News 

RaitwajrA^ Gazette American Machinist 

Signal Lngin€»er AmericanEngiieer 

ElectricUailway Journal Coal Age 

M?tallui'gical and Chemical Lngineering Power 



DYNAMO LABORATORY 

OUTLINES 



FOK STUDENTS IN 

ELECTRICAL ENGINEERING 



BY 



JOHN FAY WILSON, B. S., E. E. 

DBPARTMBNT OF BLBCTBICAL BNQINBBRINa, 
UNIVBRSITT OF MICHIQAN. 









McGRAW-HILL BOOK COMPANY 
239 WEST 39TH STREET, NEW YORK 

6 BOUVERIE STREET, LONDON. E. C. 

1913 






Copyright, 1913 bt the 
McGraw-Hill Book Company 






THll«UAPLB.PBBSS*TOBK*PiL 



PREFACE 

The preparation of these Outlines was undertaken 
with the idea of supplying a laboratory manual of limited 
scope and cost yet containing such material as would 
meet the requirements of electrical engineering courses 
generally. To this end a study was made of all available 
information regarding the laboratory work of a large 
number of American universities and technical schools. 
It was found impracticable to include, in this volume, 
every experiment listed by these schools but the substance 
of every experiment having general engineering interest 
has, the writer believes, been incorporated. 

While the writer does not believe in ''spoon feeding'* 
neither can he subscribe to the other extreme of making 
the student an independent discoverer of the facts and 
principles pertaining to the laboratory assignment. 
The tourist, visiting Colorado, saves time and gains more 
information by employing a competent guide than by 
starting out alone to "discover" Pike's Peak. The 
tourist, however, gains little- information by simply 
following the guide. He must use his faculties of obser- 
vation. So the laboratory student- may be lead, by 
means of a proper outline, to certain experimental facts 
which he should connect with the theory as developed 
in the class-room or by outside reading. 

These Outlines, therefore, consist of short but explicit 
instructions regarding the performance of the experiment, 
and conclude with a list of questions covering both the 
theory and the practical operation of the apparatus 
studied. (It is not expected that the questions asked 
will cover all phases of the subject that may arise and 
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vi Preface 

instructors may find it advantageous to ask additional 
questions.) 

It is not intended that the order in which experiments 
are arranged in this volume should indicate the order in 
which they should be performed. Neither is it expected 
that the subject-matter under one heading should, neces- 
sarily, be covered in one laboratory period. The sub- 
divisions of the subjects make it possible to omit parts of 
any subject where, for lack of time or any other reason, 
it may be deemed advisable. 

The results of the use of these Outlines in the writer's 
classes at the University of Michigan have been most 
satisfactory but corrections or suggestions for their 
improvement will be gladly received from any one 
interested. 

The thanks of the writer are due Prof. Benj. F. Bailey, 
of the University of Michigan, for encouragement in the 
preparation of these Outlines and for suggestions for 
their improvement; also to Mr. Walter M. Rennie and 
to Mr. G. W. Snedecor for reading and correcting the 
manuscript. 

J. F. W. 

The University of Michigan, 
January^ 1913. 
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Protection of Apparatus *••* 

■• "' • 
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Any electrical apparatus that is to be irsecf ia^expefk 
mental work should be connected to the supply circuit 
by means of a double-pole switch and protected from 
excessive currents by suitable fuses or circuit breakers. 
Time and trouble will be saved if all connections are 
carefully checked before closing the switch. During the 
early part of the experiment it is well to keep a sharp 
lookout for trouble, particularly for overheated coils, 
rheostats and bearings. 

Instruments 

Select instruments of such a range and scale division 
that accurate readings may be obtained. Ammeters are 
to be connected in series with the load, voltmeters in 
shunt (parallel) with the load. A wattmeter is a com- 
bination of ammeter and voltmeter coils acting on one 
moving element. Wattmeter diagrams and connections 
will be found at the end of this volume. 

Data 

All observations must be accurately and neatly tabu- 
lated. Sample calculations should be included in the 
written report so that both the method and the arith- 
metical result may be readily checked. 

1 
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2 Dynamo Labobatory Outlines 

Curves 

Curves should be drawn in ink on cross-section paper. 
Draw smooth curves through as many of the experi- 
mental points as possible. It is not expected that a 
curve (which is simply a method of averaging results) 
wilLpass through every experimental point determined. 
B&tt ili^ k)6ks and the value of a curve depend much on 

: .the M^jelect jon of the scales to which the curve is to be 

- drawn.'*" • " 

Questions 

At the end of each experiment will be found a list of 
questions. Each of these is to be answered briefly but 
explicitly. 

References 

No attempt has been made to explain the theory in- 
volved in the experiment. The student is expected to 
look this up for himself. The more thoroughly he does 
this, the greater will be the benefit derived from the 
work. As an aid to this end, a few selected references 
are added at the end of each experiment. Other refer- 
ences may readily be found in any good engineering 
library and the student is urged to form the habit of look- 
ing up the views of different writers on any subject 
under consideration. 

Accidents 

The treatment for electric shock is so simple and failure 
of its immediate application so fatal, that a lack of 
knowledge of the treatment, particularly among electrical 
men, is little short of criminal. 
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General Instructions 3 

The immediate eflfect, when the body comes in contact 
with an electric conductor of any considerable voltage, 
is a suspension of the act of respiration. Artificial respi- 
ration must be established immediately or death is inevi- 
table. The fact that immediate action must be taken if 
the life of the patient is to be saved cannot be too strongly 
impressed. Life or death is a question of a very few 
seconds but only after the heart ceases to act is the case 
hopeless and of this a qualified physician is the only per- 
son competent to judge. 
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Follow these instructions even if victim appears dead. 



I. IMMEDIATELY BREAK THE CIRCUIT 

With a single quick motion, free the victim from the current. 
Use any dry non-conductor (clothing) rope, board, to move either 
the victim or the wire. Beware of using metal or any moist 
material. While freeing the victim from the live conductor have 
every effort also made to shut off the current quickly. 

4 



II. IHSTANTLT ATTEND TO THE VICTIM'S BREATHING 

1. As soon aa the victim is clear of the conductor, rapidly feel 
with your finger in his raouth and throat and remove any foreign 
body (tobacco, false teeth, etc.)- Then begin artificial respiration 
at once. Do not stop to loosen the victim's clothing now; every 
moment of delay is serious. Proceed as follows: 

(a) Lay the subject on his belly, with hia arms extended as 
straight forward as possible and with face to one side, so that 
noae and mouth are free for breathing (see Pig. 1), Let an 
assistant draw forward the subject's tongue. 



Fig. 1. — Inspiration; pressure o 



(6) Kneel straddUng the subject's thighs, and facing his head; 
rest the palms of your hands on the loins (on the muscles of the 
small of the back), with fingers spread over the lowest ribs, as 
in Fig, I. 

(c) With arms held straight, swing forward slowly so that the 
weight of your body is gradually, but not violently, brought to 
bear upon the subject (see Fig. 2). This act should take from 
two to three seconds. 

(d) Then immediately swing backward so as to remove the 
pressure, thus returning to the position shown in Fig. 1. 

(e) Repeat deliberately twelve to fifteen times a minute the 
swinging forward and back— a complete respiration in four or 
five seconds. 

(/) As soon as this artificial respiration has been started, and 
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while it is being continued, an assistant should loosen any tight 
clothing about the flubject's neck, cheat, or waist. 

2. Continue the artificial respiration (if necessary, two hours or 
longer), witkoui interruption, until natural breathing is restored, 
or until a physician arrives. If natural breathing stops after being 
restored, use artificial respiration again. 



FiQ. 2. — Expiration; pressure on. 
. Do not give any liquid by mouth until the subject is fully 
Give the subject fresh air, but keep him warm. 



DIRECT CURRENTS 



Pbeliminary Study 

The object of this experiment is to study the structural 
details of the diflferent types of dynamo and the con- 
struction and operation of motor-starting rheostats. 

1. Study the electrical and the mechanical con- 
struction of the following types of dynamo: 

(a) shunt. 
(6) series, 
(c) compound. 

2. Draw a diagram of the electrical circuits of each 
of the machines studied. 

3. Make a sketch for each machine studied showing 
each of the following parts in its relation to the others, 
explain its function, its construction and state of what 
material it is made: 

(a) armature core. 
(6) field core. 

(c) yoke. 

(d) commutator. 

(e) brushes. 

4. Draw a diagram of the electrical circuits of a 
motor-starting rheostat having "no-load" and "over- 
load'' releases and indicate how it is connected to the 
circuit of a shunt motor. 

7 



8 Dynamo Laboratory Outlines [1 

5. Connect up a shunt motor with an ammeter in the 
armature circuit, move the rheostat handle to the first 
stud and note the maximum deflection of the ammeter 
pointer. 

Note the maximum deflection for each stud as the 
handle is moved slowly over its range. 

6. Repeat (5) for alternate studs, beginning with 
the first. 

7. Plot diagrams using as ordinates the maximum 
current indications of (5) and (6) and rheostat studs as 
abscissa. 

8. Determine the resistance of 

(a) the armature winding. 

(6) the armature circuit. 

(c) the field winding. 

(d) the field circuit. 

9. Explain 

(a) why the armature core is built up of thin sheets 
(laminations) instead of being made in one solid 
piece. 

(6) why it is not so necessary that the field cores 
be laminated. 

(c) the difference between the "short-shunt" and 
the "long-shunt" compound dynamo. 

(d) the reason for using a motor-starting rheostat. 

(e) the function of the "no-load" release and how 
it operates. 

(/) the function of the "over-load" release and how 

it operates. 
(g) what mechanism is often used in place of the 

"over-load" release. 
(h) the difference between a ^^motor" and a 

"generator. 
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(i) by means of diagrams, the determination of 
the resistance of the armature winding and of 
the field winding. 

References 

Franklin & Esty, Direct Currents, Chap. 2 and pp. 112-116. 

Karapetoff, Exp. Elec. Eng., Chap. 15-16. 

Smith, Testing Dynamos & Motors, pp. 81, 95, 110. 



The Shunt Generator 

The object of this experiment is to study the shunt 
dynamo as a generator. 

1. Building Up. — (a) Connect a shunt dynamo as in 
Fig. 1, drive it at constant speed and measure the 
voltage 




Fig. 1. 

* 

(1) with the field circuit open. 

(2) with the field circuit closed. 

(3) with the field terminals reversed. 

(6) Drive the dynamo at the same speed, but in the 

opposite direction, and repeat (a), 
(c) Explain 

(1) how a voltage is generated when the field 
circuit is open. 
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(2) why, with a given field connection, a shunt 
generator will build up when rotated in one 
direction but will not build up when rotated 
in the other direction. 

(3) why, with a given direction of rotation, a 
shunt generator will build up when the field 
current flows in one direction but will not 
build up when the field current flows in the 
opposite direction. 

2. Characteristics. — (a) Connect as in Fig. 2, drive at 
the rated speed with such excitation as will give rated 
voltage at full-load and determine the following for 
current outputs up to 150 per cent, of the rated load: 




Load 



Fig. 2. 

(1) field amperes. 

(2) terminal voltage. 

(6) Determine the armature resistance. 

(c) Define 

(1) total characteristic. 

(2) external characteristic. 

(3) regulation. 

(d) Using current as abscissa and e.m.f. as ordi- 
nates, plot 

(1) the external characteristic. 

(2) the internal characteristic. 
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(3) the armature drop. 

(4) the field current. 

(e) Calculate the voltage regulation. 
(/) Explain, by means of a diagram, the determina- 
tion of the armature resistance. 

3. Components of Voltage Drop. — As the load on a 
shunt generator increases the voltage decreases (speed 
and field resistance remaining constant). This voltage 
drop is due to 

(1) the resistance of the armature circuit. 

(2) armature reaction. 

(3) decreased field current. 




Amperes 

Fig. 3. 



(a) From the data taken for the characteristic (or 
from the curve itself) determine the voltage drop 
for different values of armature current and plot 
as oa in Fig. 3. 

(6) Keeping the field current constant (separate 
excitation), determine the voltage drop for 
several values of armature current and plot as 
ob. 

(c) Calculate the resistance drop and plot as oc. 
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Then, for the armature current, od, ab is the drop due 
to the decreased field current, be is that due to armature 
reaction and cd is that due to the resistance of the arma- 
ture circuit. 

(d) Explain 

(1) how the resistance drop varies. 

(2) armature reaction. 

(3) why the field current decreases as the load 
increases. 

4. Armature Characteristic. — The armature character- 
istic shows the relation between field excitation and 
armature current, the speed and the voltage being 
constant. 

(a) Connect as in Fig. 2, run at rated speed and 
voltage, and record field amperes up to 150 per 
cent, of the rated output. 

(6) Plot a curve using field current as ordinates and 
armature current as abscissa. 

(c) Explain 

(1) why the field current increases with the load. 

(2) why the rate of increase in the field current 
is greater for large armature currents than for 
small. 

References 

Franklin & Esty, Direct Currents, Chap. 4-5. 
Smith, Testing of Dynamos & Motors, Chap. 10. 
Karapetoff, Exp. Elec. Eng., Chap, 16-17. 
Bedell, D. C. & A. C. Testing, Chap. 2. 



The Series Generator 

The object of this experiment is to study the action of 
the series dynamo when operated as a generator. 



3] 



DiBECT Currents 



13 



1. Building Up. — The series generator cannot build 
up unless the external circuit is closed because the ex- 
ternal current is also the field current and no current can 
flow on open circuit. 

2. Characteristics. — (a) Connect as in Fig. 4 and 
measure the voltage for outputs up to 150 per cent, of 
the rated load. 

(6) Determine 

(1) the armature resistance. 

(2) the field resistance. 




WOWW 



<d> 



@ 




Fig. 4. 



3. Plot 

(a) the external characteristic. 

(6) the internal characteristic. 

(c) the RI drop of the armature. 

(d) the RI drop of the field. 

4. Explain. 

(a) for what purpose the series generator is used 

commercially. 
(6) why the characteristic curve bends to the right 

as the load increases. 

References 

Franklin & Esty, Direct Currents, Chap. 3. 
Smith, Testing of Dynamos & Motors, Chap. 7. 
Bedell, D. C. & A. C, Testing, Chap. 1. 
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The Compound Generator 

The object of this experiment is to study the compound 
dynamo when operated as a generator. 

1. Building Up. — The compound generator builds up 
in the same manner as the shunt machine. 

2. Characteristics. — (a) Connect as in Fig. 5 and 
measure 




Load 



Fig. 5. 



(1) terminal voltage for outputs up to 150 per 
cent, of the rated load, the speed and the field 
resistance being kept constant. 

(2) the shunt field current. 
(6) Determine 

(1) the resistance of the shunt field circuit. 

(2) the resistance of the armature circuit. 

(3) the resistance of the series field circuit. 

(c) Plot (1) the external characteristic. 

(2) the internal characteristic. 

(3) the RI drop in the armature. 

(4) the RI drop in the series field. 

(d) Define and calculate the regulation. 

3. Calculation of Compounding. — The number of 
turns in the series field winding required to give a 



4] Direct Currents " 15 

specified degree of compounding may be determined by 
the following methods: 

(a) from the armature characteristic. 
(6) by added turns, 
(a) From the armature characteristic. — Determine 

the shunt field current required to produce the 

desired voltage at 
(1) no-load. 



(2) full-load. 



Then 



j^^ nSii-IqEJ 



I 

when N = the number of series turns required. 

iVi = the number of turns on the shunt field. 
Io = the current in the shunt field at no-load. 
Ii = the current in the shunt field at full-load. 
I =the current in the series field at full-load. 
El = the full-load voltage. 
-Bo = the no-load voltage. 
(6) Added Turns. — Over the shunt field wind an 
auxiliary field of any convenient number of 
turns of insulated wire, connect this auxiliary 
field winding to a source of e.m.f., regulate the 
shunt field to give the rated no-load voltage and 
determine the current required in the auxiliary 
winding to produce the desired voltage at the 
rated full-load armature current. Then 

when N = the number of series turns required. 

iVi = the number of turns in the auxiliary winding. 
Ii = the current in the auxiliary winding. 
I =the current in the series winding at full-load. 
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4. Determination of the Number of Turns in the Shtmt 
Field Winding. — (a) Measure the field current and the 
terminal e.m.f, at some given speed. 

(6) Over the field coils wind an auxiliary field of a 
known number of turns and determine the 
current required in this winding to give the 
same e.m.f. as above when the armature is 
rotated at the same speed. Then 

NJf 

when N = the number of turns in the shunt field winding. 
Ni = the number of turns in the auxiliary winding. 
/ =the current in the shunt field winding. 
/i = the current in the auxiliary winding. 

5. Changing the Degree of Compounding. — The 

degree of compounding of a given dynamo may be 
changed by 

(a) shunting the series field. 
^ (6) changing the speed. 

(a) Shunting the series field. — Determine the degree 
of compounding when the generator is run at 
rated speed and 

(1) the entire load current flows in the series field 
windings. 

(2) fifty per cent, of the load current flows in the 
series windings. 

(6) Change of speed. — Determine the degree of 
compounding when run at 

(1) rated speed. 

(2) twenty-five per cent, above rated speed. 

(3) twenty-five per cent, below rated speed. 

(Note. — Regulate the shunt field current so that the 
no-load voltage is the same in each of the above tests.) 
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6. Explain 

(a) the diflference between "short shunt" and "long 

shunt" compound dynamos. 
(6) why the ideal compoimding is not obtained in 

practice. 

(c) the effect when the series field and the shunt 
field are opposed and give an example of the use 
of such a machine. 

(d) the use of the "over" compoimded generator. 

(e) the use of the "flat" compoimded generator. 

References 

Franklin & Esty, Direct Currents, Chap. 3. 
Smith, Testing of Dynamos & Motors, Chap. 8. 
Karapetoff, Exp. Elec. Eng., Chap. 15. 
Bedell, D. C. & A. C. Testing, Chap. 1. 



Conditions Affecting Voltage 

The object of this experiment is to determine the 
effect of certain factors on the terminal voltage of a 
generator. 

1. Connect a shunt dynamo as in Fig. 2. 

2. Brush Position. — Drive the dynamo at constant 
speed and with constant field excitation but with the 
brushes in different positions and note the voltmeter 
indications. 

3. Magnetic Leakage. — (a) Note the voltage when the 
dynamo is driven at some desired speed and field excita- 
tion. 

(6) Connect the pole pieces by means of iron bars or 
other magnetic material and note the voltage at 
the same speed and field excitation. 

2 
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4. Armature Reaction and Armature Drop. — (a) Note 
the no-load voltage for a given speed and field excitation 
(rated values). 

(6) Load the machine and determine the voltage at 
the same speed and field excitation. 

(c) Determine the resistance of the armature 
circuit and calculate the proportion of the 
total voltage drop due to 

(1) armature reaction. 

(2) armature resistance. 

6. Speed. — ^With constant field excitation, note the 
voltage when driven at different speeds up to 125 per 
cent, of the rated speed. 

6. Field Excitation. — Drive the dynamo at its rated 
speed and take readings of the voltage for field currents 
varying from zero up to 150 per cent, of that required 
to give rated voltage at no-load. 

7. Plot a curve using voltage as ordinates and having, 
as abscissa, 

(a) speed. 

(b) field amperes. 

8. Explain 

(a) how the position of the brushes afifects the 

voltage. 
(6) how placing an iron bar across the pole tips 

reduces the voltage. 

(c) how the current in the armature afifects the 
voltage. 

(d) how the voltage varies as the speed changes. 

(e) why the voltage does not vary directly as the 
field excitation. 
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(/) which of the above five factors combine to 
produce the change in voltage of a shunt 
generator from no-load to full-load. 

References 

Franklin & Esty, Direct Currents, pp. 82-85. 
Smith, Testing of Dynamos & Motors, Chap. 3. 



Parallel Operation of Generators 

The object of this experiment is to study the action 
of two generators when supplying a common load 
circuit. 

1. Shunt Generators. — (a) Connect two shunt gener- 
ators as in Fig. 6, load generator A to its rated capacity 
and regulate the voltage to the rating of the machine. 

To Load 




I 



h> 



I 



(AH-iin 




Fig. 6. 



(6) Start generator B and regulate its voltage 
until it is equal to (or slightly greater than) 
that of A, Place the terminals of a voltmeter 
across the open switch aS. If the voltmeter 
indication is zero, the switch may be closed. 

(c) After closing the switch aS, regulate the field of 
B until the machines divide the load in pro- 
portion to their ratings, increase the load to 125 
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per cent, of the combined ratings of the two 
machines and read 

(1) voltage. 

(2) amperes output of A, 

(3) amperes output of B, 

(d) Repeat the readings in (c) for 100 per cent., 
75 per cent., 50 per cent., 25 per cent., and zero 
load, without changing the field resistance of 
either machine. 

2. Compound Generators. — Conneqt two compound 
generators as in Fig. 7 and proceed as for shunt 
generators. 

To Load 



Equalizer 




O'OWOT 



® 



i> 



s 
s 



tnnnnr 








Fig. 7. 

3. Explain 

(a) why, after closing the switch aS, the field of 
the shunt generator B must be increased to 
make it take a proper portion of the load. 

(6) the action of the equalizer when compound 
generators are operated in parallel. 

(c) the advantages of parallel operation. 

(d) how to disconnect a machine from a system 
when operating in parallel with other generators. 
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(e) the efifect when the field excitation of one 
machine is reduced so that its voltage is less 
than that of the system. 

(/) how the load will divide between two machines, 
one of which is overcompounded 10 per cent, 
and the other 25 per cent., the voltage at no- 
load being equal; and how they may be made 
to divide the load properly. 

(g) the effect of resistance in the equalizer circuit. 

(h) why the equalizer circuit should not be fused. 

(i) the efifect if the circuit through the equalizer 
and the series field of a "dead" machine is 
not broken. 

References 

Franklin & Esty, Direct Currents, pp. 184-198. 
Smith, Testing Dynamos & Motors, pp. 118-121. 
Karapetoff, Exp. Elec. Eng., Vol. 1, pp. 263-269. 



The Shunt Motor 

The object of this experiment is to study the shunt 
dynamo when operated as a motor and to obtain data for 
the construction of the performance curves. 

1. Direction of Rotation. — (a) Connect as in Fig. 8 and 
note the direction of rotation. 

(6) Reverse the field connections and note the direc- 
tion of rotation. 

(c) Reverse the armature connections and note the 
direction of rotation. 

(d) Reverse both the armature and the field connec- 
tions and note the direction of rotation. 

2. Performance Curves by Loading. — (a) Load the 
motor by means of a Prony or a rope brake and take 
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readings of the following quantities for loads varying 
from zero to 150 per cent, of the rated capacity, the 
applied voltage being kept constant: 




Starting Rheostat 



Fig. 8. 

(1) speed. 

(2) armature amperes. 

(3) field amperes. 

(4) weight on scale. 

(6) Calculate and tabulate 

(1) torque. 

(2) horse-power output. 

(3) efficiency. 

(4) regulation. 

(c) Using horse-power output as abscissa plot curves 
with the following ordinates: 

(1) efficiency. 

(2) speed. 

(3) torque. 

(4) field current. 

3. Performance Curves from the Losses. — (a) Supply 
the motor with current at the rated voltage and measure 
(at rated speed) 

(1) the field current at no-load. 

(2) the armature current at no-load. 
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(6) Determine the armature resistance. 

(c) Calculate and tabulate, for loads up to 150 per 
cent, of the rated capacity, the following: 

(1) field loss. 

(2) armature copper loss. 

(3) stray power. 

(4) torque. 

(5) horse-power output. 

(6) speed. 

(7) efficiency. 

(d) Plot 

(1) performance curves as in (2). 

(2) loss curves. 

4. Explain 

(a) why the speed of a shunt motor falls ofiF as the 

load increases. 
(6) how the du-ection of rotation of a shunt motor 

may be changed. 

(c) the meaning of the term " stray power " and how 
it is determined. 

(d) the counter e.m.f . of a motor and show how it 
is automatically adjusted as the load varies. 

(e) the relation of torque and armature current. 

(f) the effect of a large line resistance on the opera- 
tion of the motor. 

5. Define 

(a) speed regulation. 

(6) speed control and name the methods by which 
the speed of a shunt motor may be controlled. 

References 

Franklin & Esty, Direct Currents, Chap. 4. 
Karapetoff, Exp. Elec. Eng., Chap. 16. 
Smith, Testing of Dynamos & Motors, Chap. 8-9. 
Bedell, D. C. & A. C. Testing, Chap. 2. 
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The Series Motor 

The object of this experiment is to study the series 
dynamo when operated as a motor and to obtain data 
for the construction of the performance curves. 

1. Connect as in Fig. 9, supply current at rated voltage 
and measure the following quantities for loads from 150 
per cent, of the rated capacity to the highest permissible 
speed: 

starting Rheostat 

-© 




Fig. 9. 



(a) current. 

(6) speed. 

(c) weight on scale. 

(Warning, — Do not start a series motor without load 
or reduce the load, while running, to a low value, as the 
speed will become excessive.) 

2. Determine the resistance 

(a) of the armature circuit. 

(6) of the field circuit. 

(c) between adjacent points of the starting rheostat. 

3. Calculate and tabulate for various loads 

(a) torque. 

(6) horse-power output. 
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(c) horse-power input. 

(d) efficiency. 

4. Plot curves, using torque as abscissa and the 
following as ordinates: 

(a) armature current. 

(6) speed. 

(c) efficiency. 

(d) horse-power output. 

5. The copper losses of a series motor may be calcu- 
lated for any given value of armature current when the 
combined resistance of the armature and the field circuit 
has been determined. 

The stray power of a series motor varies over wide 
limits since both the speed and the field excitation change 
as the load changes. It may be determined, for any 
required speed and field excitation, by connecting the 
armature and the field in parallel (converting the series 
into a shunt motor) and to a supply circuit through suit- 
able resistances by means of which the current in either 
winding may be varied independently of that in the 
other. Excite the field to any desired degree and vary 
the voltage between the terminals of the armature until 
the armature rotates at the required speed. The input 
to the armature is the sum of the stray power and the 
copper loss due to the resistance of the armature winding. 

6. Explain 

(a) the classes of service to which the series motor 

is adapted. 
(6) the law by which the torque of a series motor 

varies, 
(c) why the upper part of the torque curve does not 

follow this law. 
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(d) the variation of the losses in a series motor as 
the load changes. 

(e) the law of maximum efficiency (the constant 
losses equal the variable losses) for the series 
motor. 

References 

Franklin & Esty, Direct Currents, Chap. 4. 
Karapetoff, Exp. Elec. Eng., Chap. 16. 
Smith, Testing of Dynamos & Motors, Chap. 10. 
Bedell, D.-C. & A.-C. Testing, Chap. 2. 



The Compound Motor 

The object of this experiment is to determine the speed- 
torque characteristics of the compound motor. 
1. Connect as in Fig. 10. 




Startins Rheostat 



<i> 



® 



Fig. 10. 

With the switch S closed in the upper position, load 
the motor by means of a Prony or a rope brake and deter- 
mine, for armature currents up to 150 per cent, of the full- 
load rating, the following: 

(a) speed. 
(6) torque. 
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2. Repeat (1) with the switch closed in the lower 
position. 

3. Plot curves from the data in (1) and (2) using torque 
as abscissa and speed as ordinates. 

4. Explain 

(a) why the cumulative compound motor is adapted 
to the driving of machine tools such as shears 
and punches. 

(6) to what class of service the differential com- 
pound motor is adapted. 

(c) how the differential compound motor may be 
made to give a good starting torque. 

(d) the relation between armature current and tor- 
que in (1) the cumulative compound motor, (2) 
the differential compound motor. 

5. Compare the starting torque of each of the com- 
pound motors with that of the shunt and of the series 
motor. 

References 

Franklin & Esty, Direct Currents, Chap. 4-5. 
Smith, Testing of Dynamos & Motors, Chap. 10. 
Karapetoff, Exp. Elec. Eng., Chap. 16-17. 
Bedell, D.-C. & A.-C. Testing, Chap. 2. 

10 

Static Torque 

The object of this experiment is the determination 
of the static torque of a motor. 

1. Connect a shunt or a series motor as in Fig. 11, 
clamp a brake on the pulley so the armature cannot 
rotate and measure the pull on a scale for ascending and 
for descending values of armature current up to 150 per 
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cent, of the rated capacity, the field excitation being 
kept constant. 

2. Repeat (1) for different field excitations. 

3. (a) Calculate the torque in foot pounds. 

(6) Plot curves using armature current as ordinates 
and torque as abscissa. 

4. Explain 

(a) the meaning of the term 'Horque." 

(6) what factors determine the torque of a motor. 



"^^ ^^"'^ 




Fig. 11. 

(c) the reason for the difference in shape of the 
torque curve for a series motor and that for 
a shunt motor. 

(d) why, in the series motor, the torque curve 
approximates a straight line for large loads. 

(e) why the static torque is not developed at the 
pulley when the motor is running. 

(/) why the torque is not proportional to field 
excitation (the armature current remaining 
constant). 

References 

Franklin & Esty, Direct Currents, pp. 98-99. 

Smith, Testing of Dynamos & Motors, pp. 123, 159-160. 
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11 

Conditions Affecting the Speed of a Motor 

The object of this experiment is to determine the 
effect of certain conditions on the speed of a motor. 

1. Connect a shunt motor as in Fig. 8 and determine 
the speed of its armature. 

2. Determine the speed 

(a) for a forward "lead'' of the brushes. 

(b) for a backward "lead'* of the brushes. 

(c) when the pole pieces are connected by means 
of a bar of iron or other magnetic material. 

(d) when the applied voltage is reduced to 
approximately one-half that in (1). 

(e) when the armature voltage is as in (d) and the 
field excitation as in (1). 

(f) when the field resistance is increased. 

(g) when the field resistance is decreased. 

3. Explain each change of speed in (2). 

State which of the above methods are used to control 
the speed of commercial variable speed motors. 

References * 

Franklin & Esty, Direct Currents, pp. 103-112. 
Smith, Testing of Dynamos & Motors, Chap. 8. 
Karapetoff, Exp. Elec. Eng., pp. 365-366. 

12 

Stray Power 

The object of this experiment is the determination 
of the stray power of a dynamo and the separation of 
such loss into its components. 
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1. The stray power of a dynamo may be determined 
in the following ways: 

(a) by means of an auxiliary motor. 

(b) by running the dynamo as a motor. 

(c) by retardation. 

(a) By means of an auxiliary motor. — Connect 
as in Fig. 12 in which G is the dynamo the 
stray power of which is to be determined and 





Fig. 12. 



M is an auxiliary motor direct connected to 
the shaft of G. Keep the field current of the 
motor constant throughout the test by means 
of the field rheostat and regulate the speed by 
means of the resistance in the armature circuit. 

Drive the dynamo at its rated speed, regulate its 
field (separate excitation) to give rated voltage and de- 
termine the watts input to the armature of the motor, M. 

Repeat for 125 per cent., 75 per cent., 50 per cent, 
and 25 per cent, of rated speed, keeping the field excitation 
constant. 

Determine the input to the motor armature over the 
above range of speed but with zero field excitation on 
the dynamo. 

Disconnect the motor from the dynamo and determine 
the losses in the motor armature over the above range 
of speed. 
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Calculate and tabulate 

(1) motor armature losses. 

(2) the friction loss in the dynamo. 

(3) the iron (core) loss in the djmamo. 




Fig. 13. 




Speed 

Fig. 14. 



Plot 



(1) the friction-loss curve. 

(2) the iron-loss curve. 

(6) By running the Dynamo as a Motor. — Connect 
as in Fig. 13. With constant field excitation, 
run at various speeds from 125 per cent, of 
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rated speed to as low a value as possible by 
changing the armature resistance. Read arma- 
ture volts and amperes. 

Calculate the stray power and plot as in Fig. 14. 

A tangent to the stray-power curve drawn through the 
origin will separate the loss into its components of iron 
and friction losses; or the friction may be determined as 
follows: 



CO 



Field Amperes 

Fig. 15. 

Keeping the speed constant, determine the stray power 
for different field excitations and plot as in Fig. 15. 
Extend the curve to its intersection with the axis of 
ordinates. The ordinate, at this intersection, is the loss 
due to friction at the given speed. Repeat for not less 
than four different speeds and, from the friction losses 
so determined, plot the friction-speed curve as in Fig. 14, 
which will divide the stray power into iron and friction 
losses. 

(c) Retardation. — Speed up a shunt motor to 
approximately 125 per cent, of the rated speed. 
Break the armature circuit and, at the same 
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instant, bring the field rheostat to the position 
that will give the desired field excitation. 
Determine the instantaneous speed, at regular 
intervals, as the armature slows down. 
Measure the watts input to the armature at this exci 
tation and for any desired or convenient speed; determine 
the resistance of the armature winding and calculate 
the stray power. 




Plot the speed-time or retardation curve as in Fig. 16. 

From the retardation curve find speeds, Ui and n2, 

before and after the speed, n, for which the wattage was 

determined. Select ni and n2 so that -^cy-— = n. 

Then 

71^^ — 112^ 



watts loss at speed n = K-~ j, 



when iC is a constant proportional to the moment of 
inertia of the rotating parts. 
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and T is the time required for the rotating parts to 
decrease from speed rii to n^. 

After the value of K is determined from the above 
equation, the loss at any required speed may be calcu- 
lated and the loss curve plotted as in Fig. 17. 

Take data and construct the retardation curve for 




(1) normal field current. 

(2) field current 25 per cent, above normal. 

(3) field current 25 per cent, below normal. 

(4) field current zero. 

From the above curves and one wattage measurement 
determine and tabulate, for not less than five speeds, the 
loss for each degree of excitation. 

Plot 

(1) watt-speed curve for each degree of excitation. 

(2) watt-excitation curve showing the variation of 
the losses with field excitation but for constant 
(normal) speed. 

{Note, — The methods outlined above for determining 
the stray power of a dynamo are not limited to the shunt 
machine but are equally applicable to the series, and the 
compound dynamo and to alternating current machines.) 
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2. Iron Losses. — The iron (core) losses as determined 
by either of the above methods, may be separated into 
eddy-current and hysteresis loss in the following manner: 

Iron loss = hysteresis loss + eddy-current loss, 
or, W = khn+ken^. 

Dividing this expression by n, 

W 



n 



= kh+ken 



W 



which is an equation of a straight line between — and n, 




Speed 

Fig. 18. 

when 

n = speed. 

fcA=a constant porportional to the hysteresis loss. 

A;e = a constant porportional to the eddy-current 

loss. 
W = the total iron loss. 

From the iron loss curve find the losses for a series of 
speeds and plot as in Fig. 18. Extend the line, ah, to 
the axis of ordinates and through the intersection draw 
a horizontal line. The ordinate, oc, multiplied by the 



36 Dynamo Laboratory Outlines [13 

speed, n, gives the hysteresis loss at that speed; the 
ordinate between ab and cd, multiplied by the speed at 
which the ordinate was measured, gives the eddy-current 
loss at that speed. 
3. Explain 

(a) the meaning of the term "stray power" and 
how it varies (1) in a motor, (2) in a generator. 
(6) how the friction loss varies. 

(c) how the iron losses vary. 

(d) the determination of the "stray power" of a 
(1) series motor, (2) compound motor. 

References 

Franklin & Esty, Direct Currents, pp. 129-132. 

Karapetoff, Exp. Elec. Eng., Chap. 17. 

Smith, Testing of Dynamos & Motors, pp. 210-227. 

Smith, Alternating Currents, pp. 231-233. 

Bedell, D. C. & A. C. Testing, Chap. 2. 

Foster's Handbook. 

Standard Handbook. 

13 

Armature Magnetization 

The object of this experiment is to study the 
magnetizing action of the armature current. 

1. Supply the armature of a shunt dynamo with 
approximately full-load current, the field circuit being 
kept open. 

Vary the position of the brushes through 180 elec- 
trical degrees and note the effect on the armature. 

2. Connect the field terminals of the dynamo through 
a voltmeter, block the armature to prevent rotation, 
supply the armature with current as in (1) and note 
the deflection of the voltmeter when the armature 
circuit is suddenly broken. 
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Repeat for not less than twenty positions of the brushes 
over approximately 180 electrical degrees. 

3. Plot a curve using electrical degrees (or commutator 
segments) as abscissa and voltmeter deflections as 
ordinates. 

4. Explain 

(a) the action of the armature in (1). 
(6) the deflection of the voltmeter when the 
armature circuit is broken as in (2). 

(c) why there is no deflection of the voltmeter 
when the armature circuit is broken with the 
brushes in the "neutral" position. 

(d) why the voltmeter deflection is not the same 
for all positions of the brushes. 

(e) why the terminals of the voltmeter must be 
reversed when the brushes pass the "neutral" 
position. 

(/) the meaning of the term "neutral" position. 

References 

Franklin & Esty, Direct Currents, pp. 93, 151-161. 
Smith, Testing of Dynamos & Motors, pp. 62-64. 
Sheldon & Hausmann, Direct Currents, Chap. 5. 
Karapetoff, The Magnetic Circuit, Chap. 9. 
Steinmetz, Elements, pp. 187-188. 

14 

Magnetization Curves 

The object of this experiment is to obtain data for 
the construction of the magnetization curve at no-load 
and at full-load. 

1. At No-load. — Connect the dynamo to be tested 
as in Fig. 19, the armature circuit being open and the 
field separately excited. Drive the armature at con- 
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stant (rated) speed and take readings of terminal voltage 
for 

(a) increasing values of field current. 
(6) decreasing values of field current. 

2. At Full-load. — Connect as in (1) and close the 
armature circuit through a variable resistance. With 



o 




© 



Fig. 19. 

a small field excitation, adjust the resistance of the 
armature circuit until the rated full-load current flows 
and read field current and terminal e.m.f. 

Increase the field excitation, simultaneously increas- 
ing the resistance of the armature circuit so that the 
armature current remains at the rated full-load value, 
and again read field amperes and terminal volts. 

Repeat for small increases of field excitation until the 
field approaches saturation. 

3. Construct 

(a) the no-load magnetization curve. 

(b) the full-load magnetization curve. 

4. Explain 

(a) why the magnetization curves for ascending and 
for descending values of field current do not 
coincide. 

(b) how the reading may be corrected for any vari- 
ation in speed. 
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(c) why the lower part of the magnetization curve 
is approximately straight while the upper part 
bends to the right. 

(d) why the descending no-load curve cuts the axis 
of ordinates above the origin and what use is 
made of this fact in the practical operation of 
dynamos. 

(e) why the machine should be separately excited. 

References 

Franklin & Esty, Direct Currents, pp. 384r-386. 
Smith, Testing of Dynamos & Motors, pp. 38-45. 
Karapetoff, Exp. Elec. Eng., Chap. 8. 
Bedell, D. C. & A. C. Testing, Chap. 1. 
Steinmetz, Elements, pp. 188-190. 

15 

Magnetic Leakage 

The object of this experiment is to determine the ratio 
of the total jBux produced by the field windings to that 
effective in producing electromotive force in the arma- 
ture conductors. 

1. Connect as in Fig. 20 for a bi-polar dynamo. A is 
a coil of insulated wire wound over the field winding near 
the yoke and B is a coil, having the same number of turns 
as A, wound on the armature in such a position that the 
flux passing through the armature passes through the 
coil. The terminals of the coils, A and B, should be 
connected to a low-reading voltmeter by means of a 
double pole, double throw switch. 

For multi-polar dynamos connect as in Fig. 21, making 
the number of turns in coil A twice the number in coil 5. 

2. Excite the field weakly from a suitable source, con- 
nect coil A to the voltmeter and note the throw of the 
pointer when the armature circuit is broken. 
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Fig. 20. 



Coil A 




Fig. 21. 
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Connect the voltmeter to coil B and determine the 
throw for the same field current. 

The throw of the voltmeter pointer is proportional to 
the flux threading the coil. 

3. Repeat (2) for values of field current up to 25 per 
cent, above normal. 

4. Calculate the leakage coeflficient for each value of 
field current. 

Plot a curve using field current as abscissa and leakage 
coeflScient as ordinates. 

5. Explain 

(a) why the leakage coeflficient is not constant. 

(6) why the voltmeter indicates only when the field 

circuit is being opened or closed. 
(c) why one coil should have twice as many turns 

as the other when a multi-polar dynamo is to 

be tested. 

References 

Franklin & Esty, Direct Currents, pp. 370-376. 

Smith, Testing of Dynamos & Motors, pp. 51-52, 258-260. 

Karapetoff, Exp. Elec. Eng., pp. 181-182. 

Sheldon & Hausmann, Direct Currents, pp. 94-96. 

16 

Hysteresis Loop and Length of Air Gap 

The object of this experiment is the construction of 
the hysteresis loop and the determination of the length 
of the air gap. 

1. Hysteresis Loop. — (a) Connect as in Fig. 19 and 
read field-current and terminal e.m.f. for a complete 
magnetic cycle. 

(6) Construct the hysteresis loop as in Fig. 22. 
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2. Length of the Air Gap. — Through the origin and 
parallel to the straight portion of the hysteresis loop, 
draw the line ab. The ratio of the abscissa of any point 
on this line and the ordinate of the same point is the 




Fig. 22. 



ratio of, and may be substituted for ^ in the following 

expression: 

1.0472JVZAp^n / 
^" 10>2 * E 

when I = the length of the air gap in centimeters. 
N =the number of turns per pair of field poles. 
Z = the total number of armature conductors. 
n = armature revolutions per minute. 
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A =the sectional area of the air gap in square cen- 
timeters. 
pi = the number of field poles. 
P2 = the number of parallel paths through which the 

current may flow. 
/ =the field current (amperes). 
E = voltage generated in the armature. 

3. (a) Determine the length of the air gap. 

(6) Derive the formula for the length of the air gap. 

4. Explain 

(a) why the hysteresis curve is a loop. 
(6) why the sides of the loop bend over as the 
excitation increases. 

(c) how you would judge the quality of iron from 
its hysteresis loop. 

(d) the effect of the length of the air gap on the shape 
of the hysteresis loop. 

(e) the effect of the length of the air gap on the 
magnetizing force (ampere turns) required 
for a given voltage in a given machine. 

References 

Franklin & Esty, Direct Currents, pp. 279-281. 

Karapetoff, Exp. Elec. Eng., Chap. 8-9. 

Sheldon & Hausmann, Direct Currents, pp. 38-40. 

17 

Flux Distribution in the Air Gap 

The object of this experiment is to determine the 
distribution of the flux in the air gap when the armature 
is unloaded and when it is loaded. 

1. Single Pilot Brush. — (a) Support an auxiliary 
brush, B, (Fig. 23) so that it will make contact with the 
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commutator and that its position, relative to the main 
brushes, AA, may be varied by regular steps. 

(6) Drive the dynamo at its rated speed and with 
such field excitation as will give rated voltage. 
Vary the position of the auxiliary brush, by 
regular steps, through approximately 180 elec- 
trical degrees, and take a voltmeter reading for 
each position. The voltmeter reading is the 
sum of the voltages generated in the armature 




Fig. 23. 

coils between the auxiliary brush and the main 
brush to which the voltmeter is connected, 
(c) Repeat (6) when the armature is carrying full- 
load (rated) current. 

2. Double Pilot Brush. — Replace the single brush in 
(1) with two brushes, insulated from each other and so 
spaced that the distance from center to center of the 
brushes is equal to that from center to center of two 
adjacent commutator bars. (Fig. 24.) Vary the posi- 
tion of the pilot brushes as in (1) and note the voltmeter 
indications. 
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3. With e.m.f. as ordinates and electrical degrees 
(or commutator segments) as abscissa, construct a 
diagram showing the distribution of the flux for 

(a) no-load. 

(b) full-load. 

indicating on the diagram the position of the pole and of 
the main brushes. 




Fig. 24. 

4. Explain 

(a) how to determine the proper position of the 

brushes. 
(6) why the relative position of the pole and the 
brush is not the same at full-load as at no-load. 

(c) why the distribution of the flux in the air gap is 
not the same at full-load as at no-load. 

(d) how the voltage measured is an indication of the 
magnitude of the flux. 

References 

Karapetoff, Exp. Elec. Eng., pp. 182-184. 
Steinmetz, Elements, pp. 177-186. 
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Booster Action 

The object of this experiment is to study the booster 
dynamo (1) when used to compensate for line drop, (2) 
when used in connection with a storage battery to 
equalize the load on a generator. 

1. Line Booster. — Connect as in Fig. 25, the booster 
being a series generator (whose armature conductors 
are sufficiently large to carry the entire line current) 
driven by a shunt motor or other constant speed engine. 



Booster 




Fig. 25. 



The resistance, jBi, is a rheostat, the drop through which 
represents that in a long feeder for which the booster 
is to compensate. 

(a) Load the system by means of a resistance, regu- 
late the shunt around the field of the booster 
so that the voltage at the load terminals is equal 
to that at the terminals of the generator. Vary 
the load on the generator from zero to 125 per 
cent, of the rated capacity reading, for each step, 

(1) e.m.f. at generator terminals. 

(2) e.m.f. at load terminals. 

(3) line amperes. 

(b) Using line current as abscissa, plot a curve 
having as ordinates 
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(1) generator voltage. 

(2) load voltage. 

2. Battery Booster. — Connect as in Fig. 26, the 
booster being a differentially compounded generator. 
Regulate the shunt field of the booster so that the 
booster voltage will be approximately one-fifth that of 
the battery. Regulate the shunt around the series 
(booster) field so that this field will neutralize the shunt 
field at the average load to be delivered to the receiving 
circuit. 







■0- 



, /^"""V-BooBter 



-ftfififlfi^ Z: Battery 



S:^ Batt 
T 




U 



Load 



Fig. 26. 



Vary the load, by small steps, from zero to the max- 
imum, and read 

(a) line amperes. 

(b) battery amperes (to or from). 

(c) generator amperes. 

Repeat, varying the load as rapidly as possible or by 
sudden increments. 

Plot curves showing the relation between (a), (6) 
and (c). 

3. Explain 

(a) the action of the line booster. 
(6) the action of the battery booster. 
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Heat Test 

The object of this experiment is to determine the 
rise in temperature of the different parts of a dynamo 
under load conditions. 

1. Determine the resistance of the 

(a) armature winding. 
(6) field winding. 

2. Load the dynamo as either a generator or a motor 
by means of a brake (motor), a water rheostat (genera- 
tor) or by any of the opposition methods (either motor 
or generator). 

Maintaining the speed, the voltage and the arma- 
ture current at the rated values, make periodical de- 
terminations of the following: 

(a) temperature of the air. 

(6) temperature of the field windings. 

(c) temperature of the leading pole tip. 

(d) temperature of the lagging pole tip. 

(e) temperature of the bearings. 

(/) temperature of the armature core. 
(g) resistance of the field windings. 
(h) resistance of the armature winding. 

3. Using a temperature coefficient of 0.0042 calculate 
the temperature rise of 
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(a) the field windings. 
(6) the armature winding. 

With time as abscissa and temperature as ordinates, 
plot curves showing the temperature rise of each of the 
above parts. 

Correct the observed temperature rise to the standard 
temperature of 25° C. (t.e., calculate the rise that would 
occur if the temperature of the air were 25° C.) by adding 
or subtracting one-half of 1 per cent, for each degree that 
the air is below or above the standard temperature. 

4. Explain 

(a) why the trailing and the leading pole tips do not 

have the same temperature. 
(6) why the rise in the temperature of the coils, as 

observed, is different from that calculated from 

the change in resistance. 

(c) how the copper loss changes with increased tem- 
perature. 

(d) how the iron losses change with increased tem- 
perature. 

References 

Franklin & Esty, Direct Currents, pp. 148-150. 
Karapetoff, Exp. Elec. Eng., Chap. 18. 
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Three-wire System 

The object of this experiment is to determine the volt- 
age relations in a three- wire system. 

1. (a) Connect a rotary converter as in Fig. 27 or 
two similar shunt dynamos as in Fig. 28. 

(6) Load the three-wire system so that the indica- 

4 
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tions of the ammeters in the outside wires are 
equal, 
(c) Decrease the load on one side of the system to 
zero, recording the ammeter and the voltmeter 
indications for not less than five steps. 




Fig. 27 

(d) Reduce the load on the other side of the system 
in a similar manner. 
2. Using total load on the system as abscissa, plot 

curves showing the voltage between each outside wire 
and the neutral. 




Fig. 28. 

3. Explain 

(a) why the current in the neutral wire is zero when 
the currents in the outside wires are equal. 

(b) the advantages of the three-wire system. 
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(c) the effect of the inductance coil in the rotary 
converter connection. 

(d) why the regulation of the three-wire generator 
is better than that of two shunt dynamos in 
series. 

(e) how the three-wire generator may be com- 
pounded. 

References 

Franklin & Esty, Direct Currents, pp. 269-275. 
Smith, Testing of Dynamos & Motors, pp. 284-292. 
Karapetoff, Exp. Elec. Eng., Vol. 1, pp. 291-293. 
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The Motor-generator and the Dynamotor 

The object of this experiment is to determine the regu- 
lation and the eflSciency of a motor-generator or of a 
djmamotor. 

1. Keeping the voltage at the terminals of the motor 
of a motor-generator constant, run the set at rated speed 
and determine, for loads up to 125 per cent, of rated 
capacity: 

(a) input. 

(6) output. 

(c) the voltage at the generator terminals. 

2. Repeat with constant field excitation of the motor, 

determining, in addition to (a), (6) and (c) of 
(1), the speed of the motor. 

3. Repeat using a dynamotor instead of a motor-gen- 
erator. 

4. With current output as abscissa plot curves with 
the following ordinates: 
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(a) eflSciency. 

(6) voltage of generator. 

(c) speed of motor. 

5. Calculate the per cent, regulation of the 

(a) motor. 

(b) generator with constant speed. 

(c) generator with constant field excitation of the 
motor. 

6. Explain 

(a) why the efficiency is greater in a motor-gener- 
ator, at constant speed than at constant excita- 
tion of the motor field. 

(6) why the voltage regulation of the generator is 
better at constant speed than at constant excita- 
tion of the motor field. 

(c) why the efficiency of the dynamotor is greater 
than that of the motor-generator. 

(d) the structural differences in the motor-generator 
and the dynamotor. 

(e) the comparative advantages of the motor- 
generator and the dynamotor. 

(/) by means of a diagram, the connections for 
using the dynamotor as a three-wire generator. 

References 

Franklin & Esty, Direct Currents, 70-71. 

Smith, Testing of Dynamos & Motors, pp. 292-296. 

Sheldon & Mason, D.-C. Machinery, Chap. 8. 
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Insulation Resistance 

The object of this experiment is the determination of 
the resistance of insulation. 
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1. Connect as in Fig. 29. When the single-pole, 
double-throw switch is closed in the upper position, the 
voltmeter is connected directly across the supply lines; 
when closed in the lower position, the insulation to be 
tested is connected across the supply lines in series with 
the voltmeter. 

(Note, — The voltage used in this test should not be 
less than the normal working pressure of the apparatus 




- B Insolation 



Fig. 29. 

tested and the voltmeter should have a high resistance. 
A Weston voltmeter having a resistance of from 60,000 
to 80,000 ohms is suitable.) 



R = jBv 



E. 



when R =the resistance of the insulation under test. 
-Rt;=the resistance of the voltmeter. 
El = voltmeter indication when connection is made 

directly across the supply lines. 
Ei = the voltmeter indication when the voltmeter 
and the insulation are connected in series. 
2. Determine the resistance of the insulation between 
(a) the armature winding of the assigned dynamo 

and the frame. 
(6) the field winding of the assigned dynamo and 
the frame. 

(c) the wires of the supply circuit. 

(d) the wire of the supply circuit and the ground. 
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3. Explain why a high-resistance voltmeter is necessary 
in this experiment. 

References 

Smith, Testing of Dynamos & Motors, pp. 255-257. 
Karapetoff, Exp. Elec. Eng., Vol. 2, pp. 82-88. 
Standard Handbook. 
Foster's Handbook. 
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The Variable Speed Motor 

The object of this experiment is to study the operating 
characteristics of a variable speed shunt motor. 

1. Load a variable speed shunt motor to its rated 
capacity at its lowest speed and determine 

(a) input. 
(6) output, 
(c) speed. 

Reduce the load 50 per cent, and take a second set of 
readings. 

Measure the speed at no-load. 

2. Repeat (1) for diiBferent speeds up to the maximum 
allowable. 

3. Determine for each speed 

(a) the eflSciency at full-load. 
(6) the regulation. 

4. Explain 

(a) by means of a diagram, the construction and the 

operation of the motor tested. 
(6) the general principles of other variable speed 

(commercial) motors. 

References 

Franklin & Esty, Dii-ect Currents, pp. 105-112. 
Smith, Testing of Dynamos & Motors, pp. 128-130. 
Karapetoff, Exp. Eng., Vol. 1, pp. 291-293. 
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Properties of A Circuit Carrying an 
Alternating Current 

The object of this experiment is to show the eiBfect 
of resistance and of reactance in a circuit carrying an 
alternating current. 

Part 1. — Resistance and Reactance in Series. 

1. (a) Connect an inductive and a non-inductive 
resistance in series, as shown in Fig. 30, and determine 




Fig. 30. 

the following when the circuit is supplied with current 
at 60 cycles and a suitable voltage: 

(1) amperes. 

(2) watts. 

(3) voltage ac. 

(4) voltage ab, 

(5) voltage be. 

(b) Change the value of the inductance and take 
a second set of readings. 

55 
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(c) Change the value of the resistance and take a 
third set of readings. 

(Note, — The inductive resistance should, preferably, 
be a coil without iron and so constructed that its in- 
ductance may be changed without changing the ohmic 
resistance of the circuit.) 

2. Replace the inductive resistance with a coil 
having a removable iron core and take two sets of 



readings — one with the iron core in the coil and one with 
it removed — the current or the applied voltage being 
the same in both cases. 

3. Determine the ohmic resistance of the circuits 
in (1) and in (2). 

4. Replace the inductance coil in (1) with a con- 
denser and take readings for two different values of 
capacity. 

5. Change the frequency and repeat (1), (2) and (4). 

6. Construct the voltage triangle from the data 
obtained in (1), (2), (4) and (5) as in Fig. 31. The 

projection, ad, of the line, ac, on the line, aft, should 

W 
equal approximately, w. 

7. Discuss the changes in the meter indications 
when 

(a) the inductance is changed. 
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(6) the capacity is changed. 

(c) the frequency is changed. 

(d) the iron core is removed from the coil. 

8. Calculate 

(a) the value of the non-inductive resistance. 
(h) the ohmic resistance of the inductive coil, 
(c) the inductance (or capacity) of the circuit. 

9. Explain 

(a) the meaning of the lines bd and cd in the 

voltage diagram. 
(6) how the presence of iron aiBfects the inductance 

of the circuit. 

(c) why the ohmic resistance of the circuit in (2) 

W 
is less than -y^. 

10. Compare 

m 

(a) the terminal voltage and the power lost when an 

alternating current flows in an inductive circuit 
without iron, with the terminal voltage and the 
power lost when a direct current of the same 
value flows in the same circuit. 

(b) the terminal voltage and the power lost when an 
alternating current flows in a coil without iron, 
with the terminal voltage and the power lost 
when the same value of alternating current 
flows in the same coil but with an iron core. 

Part 2. — ^Resistance and Reactance in Parallel. 

1. (a) Connect an inductive and a non-inductive 
resistance in parallel, as shown in Fig. 32, and note the 
indications of the three ammeters when connection is 
made to a 60-cycle alternating-current system of the 
proper voltage. 
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(6) Change the value of the inductance and take 
a second set of readings. 

(c) Change the value of the resistance and take a 
third set of readings. 




Fig. 32. 

2. Replace the inductance with a capacity and repeat 

(1). 

3. Repeat (1) and (2) for a different frequency. 

4. Construct the current triangle. 

5. Determine 

(a) the resistance of the circuit. 

(b) the impedence of the circuit. 

(c) the inductance (or capacity) of the circuit. 

(d) the power factor of the circuit and that of the 
inductance coil. 

6. Explain 

(a) why the current in the line is not the sum of the 
currents in the branches. 

(b) what practical condition the above circuit repre- 
sents. 

(c) the following equation: 

1 
Z 



= ^11 ^1 ,^2 V + /^l I ^2^^ 



.z^^z,^ 



7'x'^z,'' 
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when Ri and R2 are the resistances of two coils connected 
in parallel. 

Xi and X2 are the reactances of the two coils. 
Zi and Z2 are the impedences of the two coils. 
Z is the impedence of a single coil which is equiva- 
lent to the two coils in parallel, 
(d) how the resistance and the reactance of the 
equivalent coil may be determined. 

Part 3. — ^Voltage Resonance. 

1. Connect a non-inductive resistance, an inductive 
resistance and a condenser as in Fig. 33, supply an al- 
ternating current and read the following for different 
values of inductance: 



0-HVWWWVWlH 




I 



r 
c 



Fig. 33. 

(a) amperes. 

(6) voltage ab, 

(c) voltage be. 

(d) voltage cd, 

(e) voltage ac. 
(J) voltage ad. 

2. Repeat (1) varjdng the capacity. 

3. Repeat (1) varying the frequency. 

4. Construct the voltage triangle, abc, (Fig. 34) and 
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from c drop a perpendicular, cd, proportional to Ecd, 
The line, ad, should be proportional to Eadj the applied 
voltage. 

5. Calculate the value of 

(a) the ohmic resistance of each part of the circuit. 

(6) the inductance of the circuit. 

(c) the capacity of the circuit. 

(d) the reactance of the circuit. 

(e) the power factor of the circuit and of each part. 




6. Construct a curve with inductance, capacity or fre- 
quency as abscissa and 

(a) current as ordinates. 

(6) power factor as ordinates. * 

7. Explain 

(a) the effect of varjdng the frequency. 
(6) the eJBfect of varying the inductance. 

(c) the eJBfect of varying the capacity. 

(d) the advantages and the disadvantages of voltage 
resonance. 

(e) how the voltage over a part of the circuit may 
be greater than that over the whole. 

Part 4. — Current Resonance. 

1. Connect a non-inductive resistance, an inductive 
resistance and a capacity to A.-C. mains as indicated in 
Fig. 35. Vary the inductance and read volts and amperes. 

2. Repeat (1) varying the capacity. 
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3. Repeat (1) varying the frequency. 

4. Determine the power factor of the circuit for each 
value of inductance, capacity or frequency. 

5. Plot a curve using inductance, capacity or frequency 
as abscissa and 

(a) line current as ordinates. 
(6) power factor as ordinates. 



B 
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Fig. 35. 

6. Explain 

(a) the advantages of current resonance. 
(6) the disadvantages of current resonance. 

(c) how the line current may be less than the sum 
of the ciu'rents in the branches. 

(d) how current resonance may be obtained in 
transmission lines. 
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The Alternating-current Generator 

The object of this experiment is to obtain data for the 
construction of the saturation curve and of the short- 
circuit curve, and for the calculation of the efficiency 
and the regulation of an alternating-current generator. 

1. The Saturation Curve. — Connect an alternator as 
in Fig. 36 (switches open) and take readings of the 




R 
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Three Phase 
Fig. 36. 



e.m.f. of the armature (running at rated speed) for field 
currents varying from zero to 150 per cent, of normal 
excitation or until the field approaches saturation. 

2. The Short-circuit Curve. — Connect an alternator 
as in Fig. 36 (switches closed), the armature being short- 
circuited through a suitable ammeter. Vary the field 
excitation (beginning at zero) so as to obtain values of 
armature current up to 150 per cent, of full-load. 
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3. Determine the resistance of tke armature. 

4. Synchronous Reactance. — Divide the open-circuit 
voltage (as taken from the saturation curve) by the 
short-circuit amperes produced by the same value of 
field excitation. This gives the synchronous impedence 
from which the synchronous reactance may be determined, 
using the armature resistance as determined in (3). 




Field Amperes 

Fig. 37. 

5. Regulation. — The regulation of an alternator may 
be determined by (a) loading, (6) the e.m.f. method, (c) 
the m.m.f. method. 

(a) Loading. — ^Load the alternator (the load circuit 
having some specified power factor) to its rated 
capacity, the speed and voltage of the machine 
being at the rated values. 

Determine the .voltage when the load is reduced to 
zero, the speed and the field excitation remaining constant. 
(See A.I.E.E. Rules.) 

(6) E.M.F. Method. — From the short-circuit curve 
and the saturation curve find the voltage re- 
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quired to force full-load current through the 
short-circuited armature. The no-load voltage 
is the vector sum of this e.m.f. and the rated 
voltage of the alternator, taking accoimt of the 
power factor of the load circuit. 

E =\/(E,co8(l>+Riy+(E,sm(l>+Xiy 

whenE =the no-load voltage. 

Si = the rated voltage of the alternator. 
RI = resistance drop in the alternator armature. 
XI = reactance drop in the alternator armature, 
cos <!> = power factor of the load circuit. 




Fig. 38. 

(c) M.M.F. Method. — Find, from the saturation 
curve, the field current required to produce a 
voltage equal to the total ohmic drop in the 
circuit (^1 cos ^+RI) and, from the saturation 
curve and the short-circuit curve, the field 
current required to produce a voltage equal to 
the total reactive drop of the circuit (Ei sin 
(t>+XI). Then 
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when/ =tke field current required to produce rated 
voltage at full-load. 

1 1 =the field current required to produce a voltage 

equal to the total ohmic drop of the circuit. 

1 2 =the field current required to produce a voltage 

equal to the total reactive drop of the circuit. 

From the saturation curve find the open-circuit 
voltage when the field current equals /. 

6. Graphical. — With (Fig. 38) as a center and a 
radius proportional to the rated e.m.f. strike an arc, 
ECD. Through draw the current vector, /. Lay oflf 
OA proportional to the resistance drop, RIj and AB 
proportional to the reactance drop, XL Draw OC to 
the intersection with the arc, ECD, so that the cosine of 
the angle, COIj equals the power factor of the load 
circuit. BC is proportional to the generated or no- 
load voltage. 

With B as a center and a radius equal to BC, strike a 
second arc, FCG, Divide OB into four equal parts and 
lay off two similar divisions beyond 0, thus obtaining 
points representing 25 per cent., 50 per cent., 75 per cent., 
100 per cent., 125 per cent, and 150 per cent, of the rated 
capacity. From these points and from B draw lines 
parallel to OC to their intersection with the arc, FCG. 
The lengths of these parallel lines are proportional to the 
terminal voltages at the given percentages of load. 

7. Efficiency. — The efficiency of an alternator may be 
determined (a) by loading, (6) from the losses. 

(a) Loading. — ^Load the alternator and determine 
the input and the output for loads up to 150 
per cent, of the rated capacity. 

(6) The losses. — If the alternator be driven by a 
motor or other mechanical means, the losses of 
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which are known or which can be determined, 
the losses of the alternator may be measured. 
These losses are (1) windage and friction, (2) 
iron (core) loss, (3) field copper loss, (4) arma- 
ture copper loss, (5) load losses. 

Motor Losses. — Disconnect the motor and the al- 
ternator, run the motor at the proper speed and without 
load and determine the input to its armature. This 
input supplies the stray power of the motor which is 
constant (very nearly) and a small copper loss. 

Motor stray power^ = EI — RmP 

(1) Windage and Friction. — Drive the alternator 
at rated speed but without field excitation. 

Windage and friction = ^/i-/Sm— jRm/i^ 

(2) Iron Losses. — Excite alternator field to give 
rated voltage at rated speed. 

Iron losses = EI 2 -Sm- Rmh^ - W&Fa 

(3) Field Copper Loss. — From the saturation 
curve find the field current (/s) required to 
give rated voltage on open circuit. 

From the short-circuit curve find the current (74) 
required to give any desired current in the short-circuited 
armature winding. 

Then the field current required to give rated voltage 
and the armature current at the same time is the vector 
sum of Iz and /4. 

Determine the resistance (22/) of the field winding. 

Field copper loss = (/3^+/4^)B/ 

{Note, — The loss in the field rheostat should not be 
included in the field loss as the rheostat is not a necessary 
part of the apparatus. See A.I.E.E. Rules.) 

^ See Experiment 12 (Direct Currents) for method of keeping 
the stray power of the motor constant. 
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(4) Armature Copper Loss. — The copper loss 
of the armature winding is readily calculated 
for any value of armature current when the 
resistance of the winding is known. 

(5) Load Losses. — The load losses include all 
losses not included in (1), (2), (3) and (4), are 
proportional to the load and are determined, 
for any given armature current, from the 
losses of the alternator when the armature 
winding is short-circuted and the field excitation 
is such that the given current flows in the 
short-circuited winding. 

Load losses = ^/b -Sm- Rmh^ - W&Fa - RaU 



^ Load Loss 



Armature Copper 
Loss 




Load 

Fig. 39. 



These losses are greater when the armature winding 
is short-circuited than when operating under load 
conditions. Hence, the A.I.E.E. Rules recommend 
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that one-third the loss, as determined by the above 
method, be used in the eflSciency calculations. 

8. Determine the losses of an alternator, tabulate 
them and plot as in Fig. 39. 

9. Calculate 

(a) the efficiency for 25 per cent., 50 per cent., 
75 per cent., 100 per cent., 125 per cent, and 150 
per cent, of the rated capacity. 

(6) the regulation for 100 per cent., 80 per cent, 
lagging and 80 per cent, leading power factor by 

(1) the e.m.f. method. 

(2) the m.m.f. method. 

(c) the synchronous reactance of the alternator. 

10. Plot the following curves: 

(a) saturation. 

(6) short-circuit. 

(c) efficiency. 

(d) voltage characteristic. 

(1) for unity power factor. 

(2) for 80 per cent, power factor leading. 

(3) for 80 per cent, power factor lagging. 

11. Explain 

(a) why the e.m.f. method gives a poorer regu- 
lation than will probably be obtained by an 
actual load test. 

(6) why the m.m.f. method gives a better regulation 
than may be expected on load test. 

(c) why the voltage changes as the armature cur- 
rent changes. 

(d) the meaning of the terms ''synchronous im- 
pedence'' and "synchronous reactance." 

(e) why a considerable variation in the speed while 



3] ' Alternating Currents 69 

taking data for the short-circuit curve is of 
little consequence. 

(f) the effect of the power factor of the load circuit 
on the rating of an alternator. 

(g) why the regulation of an alternator is poorer 
when the load is inductive than when it is 
non-inductive. 
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Parallel Operation of Alternators 

The object of this experiment is to study the process 
of connecting two alternating-current generators so 
that they will supply a common load circuit, to determine 
the division of the load between them and the effect of 
unequal field excitation. 

1. Connect two alternators as in Fig. 40. Regulate 
the speeds and the field excitations imtil the alterna- 
tors have the same voltages and the lamps remain dark 
for several seconds at a time. 

If all the lamps are not dark at the same instant 
interchange any two leads from the same machine. 
One of the three switches may now be closed. 

2. During a dark period of the lamps close the other 
two switches and note any momentary deflection of the 
ammeter pointer. 

3. Open the switches, change the field excitation of 
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one machine by 10 per cent, to 25 per cent, and close 
the switches as before, noting the momentary and the 
permanent deflections of the ammeter. 

Also read the voltmeters before and after closing the 
switches. 

4. With the switches closed, change the field excitation 
of one machine and note the changes in the voltmeter 
and the ammeter indications. 



/MotorN 




Fig. 40. 



5. Load alternator A to approximately its rated capac- 
ity, synchronize and connect alternator B to the load 
circuit. 

Regulate the driving torque of machine B until the 
alternators divide the load in proportion to their ratings. 

Increase the load to 125 per cent, of the combined ratings 
of the machines and note the division of the load. 

6. Reduce the excitation of one of the machines 10 
per cent, to 25 per cent., increase that of the other so that 
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the voltage remains constant and note the load division, 
the total output being kept constant. 

7. Reduce the driving torque of one machine until its 
wattmeters indicate approximately zero, disconnect the 
driving power and read all instruments. (The current 
leads of one set of wattmeters must be reversed, indi- 
cating that the relation of the current and the e.m.f. in 
this portion of the circuit has reversed or that this al- 
ternator is now rimning as a motor.) 

8. Vary the field excitation of the motor and note the 
indications of the instruments, the voltage and the load 
being kept constant. 

9. Increase the field excitation of the motor until one 
of the wattmeters indicates zero, reverse the current leads 
of this meter and increase the field excitation still further, 
keeping the voltage and the load as in (8). 

(Note. — The load in (8) and (9) may be applied en- 
tirely or in part by loading the motor.) 

10. Connect a synchroscope and use it in place of the 
lamps. 

11. Explain 

(a) why the wattmeter indications are practically 
constant in (6) although the ammeter indica- 
tions vary greatly. 

(b) why a momentary current flows between the 
machines if the switches are closed before the 
lamps become entirely dark. 

(c) why a current flows between the machines if the 
field excitation of one machine is changed 
(switches closed). 

(d) why the indications of both voltmeters change 
when the excitation of one machine is changed 
(switches closed). 

(e)' by means of a diagram, the conditions existing 
when the lamps are not all dark at the same time. 
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(/) the synchroscope and state its advantages. 

(g) why it is necessary to reverse the current leads 
of one wattmeter when the field excitation is 
increased beyond a certain value as in (9). 
What is the power factor of the motor circuit 
when one wattmeter indicates zero? How is 
the input to the motor found when measured 
by the two-wattmeter method? (Three-phase 
circuits.) 

(h) why the wattmeters measuring the input to the 
motor (two wattmeters on three-phase circuit) 
do not read the same. 

(i) by means of a diagram, the connections so that 
the lamps will not be dark at synchronism. 
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The Synchronous Motor 

The object of this experiment is to study the alternator 
when operated as a motor. 

1. Starting. — The synchronous motor, as such, is not 
self starting though it may be made so (if polyphase) by 
converting it, temporarily, into an induction or hysteresis 
motor. This is done by opening the field circuit and 
supplying the armature with a reduced voltage by means 
of an auto-transformer or other starting device. Starting 
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in this way, without load, the rotor will attain a speed 
close to synchronism (in some cases greater then syn- 
chronism) when the field switch may be closed and the 
motor will drop into "step" with the supply system and 
operate as a synchronous motor. 

{Warning. — In starting a synchronous motor in the 
above manner, a dangerously high voltage is induced in 
the field windings. Great care should, therefore, be 
taken to avoid contact with the machine while starting.) 

The synchronous motor may, also, be started by means 
of a small auxiliary motor (either D.-C. or A.-C.) 
attached to the shaft. When so started, it acts as a 
generator and must be synchronized (see Parallel Opera- 
tion of Alternators) before the switch connecting it to the 
alternating-current system is closed. After connection 
is made to the , alternating current system, the supply 
circuit of the starting motor is broken. 

2. V-curves. — The synchronous motor exhibits the 
peculiarity that the line current may be changed by 
changing the excitation of the D.-C. field, the load remain- 
ing constant. A curve plotted with line current as 
ordinates and field current as abscissa has somewhat the 
shape of the letter V — hence the name, "V-curve." 
Starting with a small field current, the line current de- 
creases to a minimum and then increases as the field 
excitation is increased. The point of minimum line 
current is the point of maximum power factor. For 
field excitations below this the current is lagging; above, 
leading. (See Fig. 41.) 

3. Clock Diagram. — Draw (Fig. 42) OA proportional 
to the applied e.m.f. and let OB be the current vector 
making the angle AOB with the applied e.m.f. At right 
angles to OB erect OC proportional to the reactance 
drop, XL Draw CD parallel to OB and proportional to 
the drop due to armature resistance, RL The closing 
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line, DAj represents the motor or counter e.m.f., while 
the impedence drop, Z7, is represented by OD, 






5 




Laffffioff / Leading 



Field Amperes 

Fig. 41. 





Fig. 43. 



4. Circle Diagram.— If the vector, OB (Fig. 43) be 
drawn so that the cosine of the angle, AOB^ equals the 
power factor of the motor when the rotor is blocked and 
OB is made proportional to the applied e.m.f., the locus 
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of the current vector is a semi-circle whose center is at B 
and whose radius is proportional to the field excitation, 
i.e.j to the counter e.m.f. Then for a given field excita- 
tion or counter e.m.f. the complete diagram for any load 
may be determined. 

5. Efficiency. — The efficiency of a synchronous motor 
is determined (a) by a brake test, the input and the 
output being measured; (b) from the losses calculated as 
for an alternator. 

6. Construct the following curves: 

(a) efficiency. 

(6) V-curves for not less than three different loads. 

(c) vector (clock) diagram. 

(d) circle diagram. 

7. Explain 

(a) how the power factor changes with the load, the 
field excitation remaining constant. 

(6) how the shape of the V-curve affects the opera- 
tion of the motor. 

(c) why the field circuit is opened before starting 
as an induction motor. 

(d) why the branches of the V-curve are not 
symmetrical. 

(e) how the counter e.m.f. may be greater than the 
appUed e.m.f. 

(/) the effect of reversing the field current while the 

motor is in operation. 
(g) the commercial applications of the synchronous 

motor. 
(h) by means of a diagram, how the armature 

current (the load) increases, the speed remaining 

constant. 
(i) "hunting," its cause and remedy. 
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The Rotary Converter 

The object of this experiment is to study the rotary 
or synchronous converter. 

1. Starting. — When supplied with direct current the 
converter acts as a D.-C. motor and may be started as 
such by the use of the usual "starting box." Before 
connection is made to an alternating-current system, 
correct voltage and phase relations must be obtained. 
(See Parallel Operation of Alternators.) 

When supplied with alternating current the converter 
is not self starting but may be started by induction 
(hysteresis) motor action as described for the synchronous 
motor. (See The Synchronous Motor.) 

2. Rim the converter as a D.-C. motor, measure the 
speed, the applied voltage and the voltage at the rings. 

3. Change the field excitation and repeat (2). 

4. Apply a load to the A.-C. side and repeat (2). 

5. Change the field excitation and repeat (4). 

6. Synchronize the A.-C. side with an A.-C. system 
of the proper voltage and frequency and note the eflfect 
of a change in field excitation on the speed of the rotary 
and on the current output, the load being kept constant. 
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7. Start as an induction (hysteresis) motor, noting 
the current intake before and after closing the field 
"break-up switch." 

8. Run the converter as a synchronous motor, measure 
the speed, the applied voltage and the voltage at the 
D.-C. brushes. 

9. Change the field excitation and repeat (8), also 
observing any change in the A.-C. ammeter indication. 

10. Compouhding. — The D.-C. voltage of a converter 
may be increased with the load by means of a series 
field winding provided there is inductance in the A.-C. 
supply circuit. The inherent inductance in the A.-C. 
system may be sufficient for this purpose or it may be 
introduced in the form of an auto-transformer, a re- 
actance coil, or otherwise. 

With the converter taking power from an A.-C. system 
and the D.-C. field provided with a compound winding, 
load the converter and note the change in voltage at the 
rings and at the D.-C. brushes, the voltage of the supply 
circuit being kept constant. {Note. — If no compoimd 
converter is available, the effect of an increased field 
excitation may be observed by increasing the shunt 
field current by means of the field rheostat.) 

11. V-curves. — The converter has the same charac- 
teristic as a synchronous motor in that, with a given 
load, the A.-C. line current is a minimum for a certain 
field current. For field currents less than this, the line 
current increases in value and lags behind the e.m.f. 
For greater field excitations, the line current increases 
but leads the e.m.f. 

12. Efficiency. — The efficiency of a converter is 
determined (a) by loading, (6) from the losses. 

(a) Loading. — ^Load the converter and measure 

the input and the output. 
(6) The losses. — The only measurements needed 
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are the no-load input at rated speed and voltage, 

measured from either the A.-C. or the D.-C. 

side, and the resistance between the D.-C. 

brushes as determined by the voltmeter-ammeter 

or other D.-C. method. 

Then 

^ „ . (EI -RP) 100 
per cent, efficiency = PT4.W — 

when E = the rated D.-C. voltage. 
/ = the rated D.-C. current. 
Tr = the no-load input in watts. 
jB = the effective armature resistance which 
is proportional to the resistance as measured 
between the D.-C. brushes and depends on the 
number of rings on the A.-C. side. To obtain 
the value of R multiply the measured resistance 
by the following: 

For a 2-ring converter, 1.39 

For a 3-ring converter, 0.56 

For a 4-ring converter, 0.37 

For a 6-ring converter, 0.26 

For an 8-ring converter, 0.21 

13. With current output as abscissa, plot the following 
curves: 

(a) D.-C. voltage 
(6) A.-C. voltage. 

(c) watts input. 

(d) watts output. 

(e) losses. 

(/) efficiency. 

14. Explain 

(a) the effect of a change in field excitation (1) 



6] 



Alternating Currents 



79 



when the converter is operated inverted and 
in parallel with synchronous generators; (2) 
when operated inverted but independent of 
synchronous machines; (3) when delivering 
direct current. 

(b) the effect should the A.-C. system be discon- 
nected from the converter when the converter 
is connected to a D.-C. system and operating with 
a weak field. What precaution should be taken 
to provide for such an emergency? 

c) the "split-pole" converter. 

d) the advantages and the disadvantages of the con- 
verter compared with other methods of conver- 
sion. 

e) the increase in the capacity of a given armature 
as the number of rings increases. 

/) how the presence of inductance in the A.-C. cir- 
cuit makes compounding possible. 

g) why the effective resistance is different from 
the resistance as measured between the D.-C. 
brushes. 

h) why there is no need to shift the brushes as the 
load varies, as in the case of the D.-C. dynamo. 

i) why the theoretical and the observed ratios of 
A.-C. to D.-C. voltage are not the same. 
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The Induction Motor 

The object of this experiment is to study the induction 
motor and to obtain data from which curves representing 
the actions of such a motor may be plotted. 

1. Induction motors are divided into two classes diflfeT- 
entiated, in construction, by the rotor winding. 

(a) The squirrel-cage motor has a rotor whose con- 
ductors are insulated copper wires or bars placed 
in slots on a cylindrical, laminated iron core, the 
ends of the conductors being connected by copper 
rings, one on each end of the core. 

(6) The wound rotor is one in which distinct wind- 
ings are interconnected and the proper terminals 
brought out to slip rings mounted on the shaft. 
Through these slip rings connection is made to a 
rheostat by means of which the resistance of the 
rotor circuit may be varied. 

2. Starting. — The induction motor is self starting (if 
polyphase) when supplied with alternating current of the 
proper frequency, voltage and number of phases. The 
squirrel-cage motor is usually started by supplying the 
stator with a voltage less than that at which the motor 
is rated, the line voltage being reduced by means of an 
auto-transformer or other step-down device. After the 
rotor attains a considerable speed, the line voltage is 
applied and the starting device automatically discon- 
nected from the line. 

In the wound-rotor type, rated voltage is supplied to 
the stator, resistance having been introduced into the 
rotor circuit. As the rotor speeds up, the resistance in 
the rotor circuit is reduced. 
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3. Perfonnance Curves. — The performance of an in- 
duction motor is shown by curves as in Fig. 44, data for 
which may be derived from (a) a brake test, (6) the losses, 
(c) the circle diagram. 

(a) Brake test. — Supply the motor from a circuit of 
the rated voltage and frequency, and determine 
the following quantities for loads up to 125 per 
cent, of the rated capacity: 



Synchronous Speed 



R. P.M. 




Horse Power Output 

Fig. 44. 



(1) watts input. 

(2) voltage. 

(3) current. 

(4) torque. 

(5) speed. 

(6) slip. 

(b) The losses. — The set-up for the determination 
of the losses is the same as that for the brake 
test except that no torque measurements need 

6 
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be taken, the motor being connected to an elec- 
tric generator or other apparatus by means of 
which it may be loaded. 

At no-load the input is composed of the different motor 
losses — stray power (iron loss, windage and friction), 
stator copper loss and rotor copper loss. The stator 
copper loss is readily computed from the current input 
and the measured resistance of the stator windings. In 
the squirrel-cage rotor the copper losses in the rotor wind- 
ing are small and may be neglected while in the wound 
rotor they are determined as readily as in the stator. 
Then 

Stray power = no-load input — copper losses. 

For any input 

Output = input — stray power — stator PR — rotor PR. 
But the rotor copper losses are porportional to the slip. 
Hence 

Output = (input —stray power —stator /*R) ion — ' — 

The slip of an induction motor is easily measured, 
unless it becomes excessive, by the stroboscopic method. 
On the end of the shaft or pulley mark as many equally 
spaced radial lines as there are pairs of poles on the motor. 
Strongly illuminate these marks by means of an arc 
lamp supplied from the same source as the motor. When 
the motor is in operation, the radial lines appear to rotate 
in a direction opposite to that of the rotor. The speed 
of this apparent rotation is proportional to the slip of the 
rotor. 

Another simple method for the determination of slip 
is to connect a contact maker to the shaft of the motor 
so that it will close, once in each revolution, the circuit 
of a D.-C. voltmeter connected across the circuit supply- 
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ing the motor. The voltmeter pointer will [swing back 
and forth, the rate of swing being porportional to the 
slip of the rotor. 

(c) The circle diagram. — By means of the circle 

diagram the performance of an induction motor 

is determined from two simple tests and the 

resistance of the stator winding. 

No-load Test. — Run the motor without load, at its 

rated voltage and measure current and watts input. 

Blocked Rotor Test. — Block the rotor to prevent its 
rotation, apply rated voltage and measure current and 
watts input. 









.^^ 



.^^ 



o 
> 



Volts 

Fig. 45. 

{Note. — It is often inadvisable to apply rated voltage 
to a motor with the rotor blocked because of the large 
currents that will flow in the windings. If several 
wattmeter readings be taken at voltages less than the 

rated voltage of the motor, a curve may be plotted 

w^atts 
between — tt- and volts (Fig. 45). This curve is a 

straight line and may be extended to any desired point, 
the ordinate of which, when multiplied by the abscissa, 
will give the watts input at that voltage. This makes it 
unnecessary to cause excessive currents to flow in the 
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motor windings, but very low voltages should not be 
used, as the results, with such voltages, are likely to be 
erratic. 

Construction of the Circle Diagram. — Draw OA (Fig. 
46) proportional to the rated e.m.f . From lay off OB 
proportional to the no-load current, the cosine of the 
angle, AOB, being equal to the power factor at no-load. 
From B draw the line, BD, parallel to the axis of abscissa. 
Also from lay off the line, OCy proportional to the 




O zn?H 



Fig. 46. 



current with the rotor blocked, the cosine of the angle, 
AOC, being equal to the power factor under this condi- 
tion. The points, B and C, are two points on the semi- 
circular locus of the current vector, the center being on 
the line, BD, 

The perpendicular to BD dropped from C is propor- 
tional to the copper loss with rotor blocked. From the 
measured resistance of the stator winding and the 
ammeter reading the copper loss of the stator winding 
is calculated and laid off proportional to EF. Draw 
straight lines from C and F to B. Then, for any stator 
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current, as OG, the no-load losses (constant) are propor- 
tional to HK, the stator copper loss to KL, the rotor 
copper loss to LM and the motor output to MG. For 
any other value of current input, the relations may be 
found in a similar manner. 

Power Factor. — With as a center and any convenient 
radius, draw the arc, NP, The ratio of the projection 
of the current vector (produced if necessary) between 
and the intersection with the quadrant on OP to OP is the 
power factor of the motor for that current input. 

The maximum power factor at which an induction 
motor will operate is obtained when the current vector 
is tangent to the circle. 

Slip. — Through the point, T, on BC (extended) draw 
a line parallel to BF and intersecting, at S, a perpen- 
dicular to the axis of abscissa erected at B. Divide the 
line, STy into 100 equal parts, beginning at S. Draw a 
line from B through the end of the current vector to its 
intersection with ST, The slip is read directly from 
the scale on ST. 

Efficiency. — Parallel to the axis of abscissa draw the 
line, XYj to its intersection with BC (extended). Also 
extend BC to its intersection with the axis of abscissa 
and erect the perpendicular, XZ, Divide XY into 100 
equal parts, beginning at F. Through Z and the end 
of the current vector draw a line, extending it to its 
intersection with XY. The efficiency is read directly 
from the scale, XY. 

Maximum Output. — The maximum output of the 
motor is at that point where a line passing through the 
end of the current vector and tangent to the circle is 
parallel to BC. 

4. Balancing. — When a polyphase motor is operated 
on a badly imbalanced system, there is a "balancing'' 
effect which tends to equalize the system. 
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6. Cascade. — The speed of an induction motor may 
be reduced by increasing the resistance of the rotor 
circuit but this reduces the efficiency. If the rotor 
circuit be used to supply the stator circuit of a second 
motor instead of being dissipated in a rheostat, a re- 
duction of speed is accomplished without greatly re- 
ducing the efficiency. 

Connect the rotor windings of a wound rotor to the 
stator windings of another induction motor (wound or 
squirrel-cage) through an auto-transformer (if necessary, 
to get the proper voltage on the second machine) and 
note the speed and the load division when the shafts 
are tied together mechanically. 

6. Frequency Changer. — When the rotor of an in- 
duction motor is driven at a speed less than synchronism, 
the motor acts both as a transformer and as a generator, 
the frequency of the rotor circuit depending on the speed 
of the rotor. 

(a) Drive the rotor of a wound motor at various 
speeds from synchronism to synchronous speed 
backward and observe voltages and frequencies. 

(b) Drive the rotor of a wound motor at such a speed 
as to obtain some desired frequency. Keep 
this frequency constant, load the rotor circuit 
by means of a water rheostat, motor or other- 
wise, and measure the following quantities: 

(1) watts input to stator of motor. 

(2) watts input to driving motor. 

(3) watts output. 

7. Single-phase Induction Motor. — The theory of 
the single-phase induction motor is rather complicated 
because of the irregular form of the current and flux 
waves. What has been said above is, however, applicable 
to the single-phase motor with only slight modifications. 
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(a) Using a single-phase motor (with an auxiliary 
starting phase) or a three-phase motor connected 
as in Fig. 47 determine 

(1) maximum line current. 

(2) current in running phase. 

(3) current in starting phase. 

(4) time required for motor to reach full speed. 

(b) Determine the value of x and of r to give 

(1) minimum starting current. 

(2) minimum time to reach full speed. 



Single Phase Supply 



Inductance Resistance 




Fig. 47. 



8. Determine, for an induction motor, 

(a) the line disturbances caused in starting. 

(b) the resistance of the stator winding. 

(c) the " pull-out'' torque in per cent, of full-load 
torque. 

(d) the voltage required to give maximum starting 
torque. 

(e) the slip by direct measurement. 
(/) the stray power. 
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(g) the stater copper loss. 

(h) the rotor copper loss. 

(^) the maximum output. 

(k) the maximum power factor. 

(I) the efficiency at 25 per cent., 50 per cent., 75 

per cent., 100 per cent., 125 per cent, and 150 per 

cent, of full-load. 

9. Construct, for an induction motor, 

(a) the circle diagram. 

(6) the performance curves. 

(1) speed. 

(2) power factor. 

(3) efficiency. 

(4) torque. 

(5) slip. 

using horse-power output as abscissa. 

10. Explain 

(a) the relation between slip and losses. (Consider 

both single- and polyphase motors.) 
(6) the relation between slip and load or torque. 

(c) the effects when a polyphase motor is operated 
on an unbalanced system. 

(d) the meaning of "synchronous watts" or "syn- 
chronous horse-power." 

(e) the relation between slip and the frequency of 
the rotor circuit. 

(/) the relation between slip and the voltage of the 

rotor circuit. 
(g) the relation between slip and applied voltage, 

the load remaining constant. 
(h) the relation between frequency and speed in a 

frequency changer. 
(i) the relation between the frequency of the supply 
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system, that of the load circuit and the size of a 
frequency changer and its driving motor. 

(fc) the relation between the speed of the rotor and 
the e. m. f . of the rotor circuit in a frequency- 
changer set. 

(I) the measurement of slip by the methods out- 
lined in (3). 

(m) the cause of the large starting current in the 
squirrel-cage motor. 
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The Induction Generator 

The object of this experiment is to study the action 
of the induction motor when run above synchronism. 

1. Make connections as shown in Fig. 48. Regulate 
the speed and the field excitation of the alternator to give 
rated frequency and voltage. Close the switch, Sij and 
start the induction motor in the usual way. Speed up 
the motor, ^, so as to drive the induction motor above 
synchronism. Open the supply circuit of motor, B, and 
regulate the speed of the induction motor and the excita- 
tion of the synchronous machine so that the frequency 
and the voltage of the system are normal. Tabulate the 
readings of the instruments. 

2. Close switch, Slj and take readings for different out- 
puts, keeping the speed and the field excitation constant. 
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3. Repeat (2) keeping frequency and field excitation 
constant. 

4. Repeat (2) keeping frequency and voltage constant. 

5. With output as abscissa, plot curves with the follow- 
ing ordinates: 








® 




Fig. 48. 



(a) frequency. 
(6) voltage. 

(c) speed. 

(d) excitation. 

6. Explain 

(a) the relation between speed and frequency. 
(6) the relation between voltage and excitation. 
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(c) the relation between speed and voltage. 

(d) the relation between speed and load. 

(e) the relation between voltage and load. 
(/) the power-factor relations. 

(g) why it is not necessary to synchronize the in- 
duction generator before connecting it to an 
A.-C. system. 
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f'ranklin & Esty, Alternating Currents, p. 271. 
McAllister, A.-C. Motors, Chap. 7. 
Steinmetz, A.-C. Phenomena, pp. 310-319. 
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8 

The Single-phase Commutating Motor 

The object of this experiment is to study the single- 
phase commutating motor and to obtain data from 
which to plot the performance curves. 

1. Connect the field and armature windings of a 
series A.-C. commutating motor to A.-C. mains of the 
rated voltage and frequency. Short-circuit the compen- 
sating winding. Determine the following: 

(a) watts input. 
(6) current. 
(c) speed. 
(dX torque. 
(e) output. 
(0 power factor. 
(g) efficiency. 

2. Repeat (1) with the compensating winding, the 
field winding and the armature winding in series. 
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3. Repeat (1) with the compensating winding open. 

4. Repeat (1) with the armature winding disconnected 
from the supply circuit and the brushes short-circuited. 

5. Repeat (4) with the compensating winding open. 

6. Repeat (1), (2) and (3), using D.C. of such a voltage 
that the current does not become excessive. 

7. Test other types of single-phase commutating 
motors. 

8. Using horse-power output as abscissa, plot the 
following curves: 

(a) current. 

(6) power factor. 

(c) speed. 

(d) torque. 

(e) eflSciency. 
(/) input. 

9. Explain 

(a) the action of,a D.-C. shunt motor when supplied 
with single-phase alternating current. 

(b) the action of a D.-C. shunt motor when the 
armature is supplied with current from one 
phase and the field with current from the other 
phase of a two-phase system. 

(c) the structural differences in the A.-C. and the 
D.-C. series motor. 

(d) the action of the compensating winding. 

(e) the action of the series motor when the brushes 
are short-circuited. 

(/) how excessive sparking in the A.-C. series motor 
is prevented. 

10. Compare the starting torques for the same 
armature current when the same motor is operated on 
A.C. and on D.C. 
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The Constant Potential Transformer 

The object of this experiment is to study the constant 
potential transformer and to determine the losses, the 
regulation, the eflSciency and the heating. 

1. The Losses. — The losses in a transformer are (a) 
iron losses, (6) copper losses. 



Wl 



: 
• 



Fig. 49. 



(a) Iron losses. — Connect the transformer as in 
Fig. 49 and impress on it voltages varying from 
20 per cent, to 150 per cent, of the rated e.m.f., 
the frequency being kept constant. The watt- 
meter will indicate the iron loss plus a small 
copper loss. Since the copper loss is that due to 
the small no-load current, it may usually be 
neglected. 

Tabulate not less than six readings of watts and volts. 

(6) Copper losses. — Connect the transformer as in 
Fig. 50 and impress on one of the windings 
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(preferably the high-tension) such voltages as 
will cause the current to vary from zero to 150 
per cent, of full-load (rated) value. The watt- 
meter will indicate the copper loss plus a small 
iron loss which is neglected. 




Fig. 50. 

Tabulate the wattmeter, voltmeter and ammeter 
readings for not less than six values of current. 

(Note, — This will require only a small percentage of 
the normal voltage and care should be taken that too large 
a voltage is not applied or an excessive current may flow 
and the transformer or the instruments be damaged.) 



3 



Copper Losses 




Volts Amperes 

Fig. 51. 

2. EfSiciency. — The efficiency of a transformer is 
determined (a) by loading, (b) from the losses as found in 
(1) above, (c) by an opposition test. 

(a) Loading. — Supply the transformer with current 
at the rated e.m.f. and measure the input and 
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the output for loads from zero to 150 per cent, 
of the rated load. 
(6) From the losses. — From the iron-loss curve 
(Fig. 51) the core loss for the rated e.m.f. may 
be obtained. This loss is practically constant 
for varying values of current so long as the 
applied voltage is constant. 
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Fig. 62. 



The copper loss varies as the square of the current and 
its value for any load current may be obtained directly 
from the copper-loss curve (Fig. 51). 

(c) Opposition test. — Connect two identical trans- 
formers as in Fig. 52 (protecting them by 
suitable fuses or circuit breakers) to a circuit of 
the rated voltage and frequency. 

Regulate the e.m.f. applied to the transformer, Tz, and 
take wattmeter readings for current values varying from 
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zero to 150 per cent, of rated current as indicated by the 
ammeter. The wattmeters will indicate the losses of the 
two transformers under load conditions. 

(Note. — Disconnect the voltmeter leads and the connec- 
tions to the potential coils of the wattmeters before 
opening or closing the supply circuits.) 

3. Regulation. — The regulation of a transformer is 
calculated from (a) loading, (6) the losses. 

(a) Loading. — Determine the secondary voltage 
at no-load and at full-load, keeping the primary 
e.m.f . constant at its rated value. 

(6) From the losses. — From the data obtained in 

(lb) or (2c) 

W = RP 

Z = ^ 

^ I 

when R = the equivalent resistance of both coils. 
Z =the equivalent impedence of both 

coils. 
X = the equivalent reactance of both coils. 
W = the copper loss in the transformer, 
then Eo = \/(E^ cos (l)+Riy+(E^sm<j>+XI)\ 

when Eq = the no-load voltage. 
El = the rated voltage, 
cos ^ =the power factor of the load circuit. 

4. Eapp's Diagram. — The regulation of a transformer 
is determined graphically by means of Kapp's diagram 
(Fig. 53). 

With as a center and a radius proportional to the 
rated primary e.m.f., describe a semicircle. On the 
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diameter, DEy lay off OA proportional to XI, the 
reactance drop at full-load. At right angles to DE erect 
the current vector, /, and lay off AB proportional to the 
full-load resistance drop, RI. From B draw the vector, 
BCj to the intersection with the semicircle and making 
the angle, ^, whose cosine is the power factor of the load 




Fig. 53. 



circuit, with the current vector. BC is proportional to 
the secondary voltage reduced to the primary circuit. 

5. Heat Test. — The rise In temperature due to the 
losses limits the output of a given transformer. This 
rise in temperature is determined (a) by loading, (b) 
from an opposition test. 

(a) Loading. — ^After determining the resistance of 
the windings, operate the transformer at rated 
voltage and full-load current. Take periodic 

7 
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readings of thermometers placed in the oil of the 
transformer and measure, at regular intervals, 
the resistances of the windings. 
(6) Opposition test. — Connect two identical trans- 
formers as in Fig. 52. 

Supply the transformer, Ta, with such a voltage that 
the ammeter indicates that full-load current is flowing 
in the coils of the transformer under test. Take periodic 
readings of the thermometers placed in the oil of the 
transformer and of the wattmeters connected in the 
supply circuits. 

6. Ultimate Temperature. — It is often inconvenient to 
prolong a heat test until the maximum temperature is 




Time 
Fig. 64. 

reached. This temperature may be calculated in the 
following manner: On the heating curve (Fig. 54) mark 
oflf four equal abscissa whose ordinates are Ti, T2, Ts, T4. 
The ultimate temperature 
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T, 



Ln-rJ 

(Note, — ^All four calculations should be made and the 
average value taken as the value to which the temperature 
of the transformer will ultimately rise.) 

7. Separation of the Iron Losses. — The iron losses of a 
transformer may be separated into hysteresis and eddy- 
current losses as in Section 4 of the experiment on Iron 
Losses. 

8. Obtain data for and construct 

(a) iron-loss curve. 

(b) copper-loss curve. 

(c) efficiency curve. 

(d) Kapp's diagram for 

(1) 100 per cent, power factor. 

(2) 80 per cent, power factor leading. 

(3) 80 per cent, power factor lagging. 

(e) temperature curve from 

(1) thermometer readings. 

(2) resistance. 

9. Determine 

(a) per cent, regulation for 

(1) 100 per cent, power factor. 

(2) 80 per cent. cent, power factor leading. 

(3) 80 per cent, power factor lagging, 
(fe) the equivalent resistance. 

(c) the equivalent reactance. 

(d) the ultimate temperature. 



100 Dynamo Laboratory Outlines [9 

10. Explain 

(a) the advantages of the opposition test. 
(6) the action of the transformer, Tz, in the oppo- 
sition test. 

(c) why the temperature as calculated from resist- 
ance measurements differs from that indicated 
by thermometers. 

(d) "all-day eflSciency." 

(e) equivalent resistance and reactance. 

(/) why the determination of regulation by loading 
is usually unsatisfactory. 

(g) why transformers should be rated in KVA in- 
stead of in KW. 

(h) the relation of the losses at maximum eflSciency. 

(i) the disadvantages of an eflSciency test by load- 
ing. 

(k) why the iron losses change as the temperature of 
the transformer increases. 

(I) the effect of the power factor of the load circuit 
on the regulation of a transformer. 

11. Show 

(a) that the copper losses are negligible in the meas- 
urements for the determination of iron losses and 
that the iron losses are negligible in the meas- 
urements for the determination of copper losses. 

(6) that a resistance in the primary circuit and one 
in the secondary circuit are equivalent when 
their ratio is the square of the ratio of the number 
of turns in the windings. 
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The Auto-transformer 

The object of this experiment is to study the single-coil 
or auto-transformer. 

1. Connect an auto-transformer as in Fig. 5&, and read 
watts, volts and amperes for various loads. 



<A> 






& 



t 






Fig. 65. 

2. Calculate 

(a) efficiency. 
(6) regulation. 

3. Explain 

(a) the current relations as indicated by the three 
ammeters. 

(b) the voltage relations. 

(c) why it is not advisable to use auto-transformers 
for lighting or power service. 

(d) the use of an ordinary 10 : 1 transformer as an 
auto-transformer. 
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4. Compare 

(a) the copper losses in the two parts of the winding 

- of -an autb-transf ormer. 

: - (b) Che tblal copper loss of an auto-transformer with 

--:;: that bf -an ^ordinary transformer having the 

' ssCme primary and secondary e.m.f., the same 

primary and secondary resistances and the same 

output. 

5. Give the chief commercial uses of the auto-trans- 
former. 

References 

Franklin & Esty, Alternating Currents, pp. 219-221. 
Karapetoff, Exp. Elec. Eng., Vol. 1, pp. 342-343. 
Bedell, D.-C. & A.-C. Testing, Chap. 6. 
Smith, Alternating Currents, Chap. 6. 
Standard Handbook. 
Foster's Handbook. 
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Transformer Connections 

The object of this experiment is to study the various 
transformer connections, both single-phase and polyphase 

1. Single-phase. — ^A variety of connections (giving 
diflFerent secondary voltages) for the single-phase trans- 
former are available when the primary and the secondary 
windings are divided into two coils, as is the case in 
most commercial transformers. The following connec- 
tions are in more general use: 

(a) Both primary and secondary coils in series. 
Fig. 56. 

(b) Both primary and secondary coils in parallel. 
Fig. 57. 
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(c) Primary coils in series, secondary coils in parallel. 
Fig. 58. 

(d) Primary coils in parallel, secondary coils in 
series. Fig. 59. 

In (a) and (d) a three-wire distributing system is 
obtained by the addition of a connection at the junction 
of the secondary coils, as indicated by the dotted lines. 



% 



Fig. 56. 



Fig. 57. 



(Warning, — It is possible to connect the coils of a 
transformer so that they form a local short-circuit. 
Hence, it is always advisable in making any connections, 
to protect the transformers by circuit breakers or fuses 
of proper capacity in the primary circuit.) 



i 



s 



o 



Fig. 58. 



Fig. 59. 



2. Poljrphase. — Two-phase currents are transformed 
by connecting a single transformer to each phase, all 
the connections given under (1) being available. In 
addition, interconnection of the primaries or of the 
secondaries, or of both, may be made. 

Three-phase transformer connections are the following: 
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(a) Delta-delta. — In this connection three trans- 
formers are used, the three coils (primary or 
secondary) forming the sides*of a triangle, the line 
connections being made at the comers of the 
triangle or the junction of two transformer 
windings. Fig. 60. 





jissm. 
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Fig. 60. 



Fig. 61. 



(b) Star-star. — In this connection three terminals 
(primary or secondary) are tied together, the 
other three terminals being connected to the 
line. Fig. 61. 

(c) Delta-star. — This connection is a combination 
of (a) and (6), the primaries being connected 
delta and the secondaries star. Fig. 62. 






Fig. 62. 



Fig. 63. 



(d) Star-delta. — This connection is the same as (c) 
except that the primaries are star and the 
secondaries delta. 

(Warning, — The same precautions should be taken 
to protect the transformers when making polyphase 
connections as for single-phase, and tests made to see 
that the triangle of voltages is symmetrical.) 
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3. V- or Open-delta. — It is possible to operate a 
three-phase system with only two transformers although 
the current relations are somewhat distorted. The 
connections are shown in Fig. 63. 
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Fig. 64. 



4. For the operation of large rotary converters, it is 
desirable to use six phases. Three-phase to six-phase 
transformation may be accomplished in any of the f ollow- 




FiG. 65. 



ing ways, the primaries being connected either star or 
delta to three-phase mains: 

(a) Double-delta. — This connection requires the 
use of transformers, the secondary windings 
of which are divided. By means of the con- 
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nections indicated in Fig. 64, two deltas are 

formed which, when taken together, form a 
six-phase system. 

(6) Double-star. — In this connection one terminal 
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c 
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6 



of each of the six secondary coils is connected 
to a common point, the remaining terminals 
forming the line connections. Fig. 65. 
(c) Diametral. — In this connection the terminals 




Fig. 67. 



of transformer A are connected to rings (1) and 
(4) of the rotary, those of B to rings (2) and (5) 
and those of C to rings (3) and (6). Fig. 66. 
(d) Hexagonal. — The six secondary coils are joined 
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so as to form a hexagon, a line connection being 
made at the junction of two coils. Fig. 67. 

6. The Scott Transformation. — Two-phase to three- 
phase or three-phase to two-phase transformation is 
accomplished by means of two transformers connected 
as in Fig. 68. The three-phase coils are connected in 
"r," i.e,y the terminal of one coil is connected to the 
middle point of the other coil. The two-phase coils 
are independent of each other. To get the proper 






B 

QQOMOQMQQQ 



2 RRRRRnnnnr 



Fig. 68. 

voltage relations it is necessary that the number of 
turns in the three-phase coil of transformer B equal 
0.866 times the number of turns in the three-phase coil 
of transformer A. 

6. Find the voltage relations when single 10 : 1 
transformers are connected 



(a) 


as in Fig. 56 


ih) 


as in Fig. 57 


(c) 


as in Fig. 58 


id) 


as in Fig. 59 


ie) 


as in Fig. 60 


if) 


as in Fig. 61 


ig) 


as in Fig. 62 


(h) 


as in Fig. 63 
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(i) as in Fig. 64. 
(fc) as in Fig. 65. 
(I) as in Fig. 66. 
(m) as in Fig. 67. 

7. Find the two-phase voltage when two 10 : 1 trans- 
formers are used to transform 2,200-volt three-phase to 
two-phase by Scott's method. 

8. Explain 

(a) why the measured voltage from line to neutral 
in a three-phase star-delta connection may not 
be equal to the line to line voltage divided by 
the square root of three. 

(b) by means of a clock diagram, the three-phase 
current and voltage relations in a Scott 
transformation. 

(c) by means of a clock diagram, the current and 
voltage relations in the V-or open-delta con- 
nection. 

(d) the advantages of and the objections to the 
V-connection. 

(e) the advantages of star connection and state 
where these advantages become highly im- 
portant. 

(J) the advantage of delta connection for secondary 

distributing systems. 
(g) the use of the star-delta system. 
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Foster's Handbook. 
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12 

Iron Losses 

The object of this experiment is to determine the losses 
in iron, to separate such losses into their components 
(hysteresis and eddy current) and to determine the value 
of Steinmetz's exponent and of Steinmetz's coeflScient. 

1. Apparatus. — The apparatus used in this experiment 
is that of Eppstein, and consists of four coils of insulated 




<t> 



© 



Fig. 69. 



wire connected in series and arranged to form the sides 
of a square as in Fig. 69. The cores of the coils are built 
up of strips of the iron to be tested, the strips being of 
uniform dimensions and arranged as shown (with ''butt" 
joints at the corners). 

It is desirable to have the dimensions of the apparatus 
and of the core such that a simple change of the decimal 
point will give the loss per unit of weight and that the 
value of /? (maximum flux density for a sine wave of 
e.m.f.) may be readily computed from the voltage and 
the frequency of the supply circuit. 

One of these results is obtained by making the total 
weight of the core 10 kilograms (slightly greater than 22 
pounds), the other by making the area of the core and 
the number of turns in the coils such that 
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= /k 



when fc = a constant the value of which is some multiple 
of 100. 
N = the number of series turns on the coils. 
A =the cross sectional area of the iron. 

Then 

when E = the effective value of the e.m.f. induced in 
the coil but which may be taken, in a properly con- 
structed apparatus, as equal to the e.m.f. impressed on 
the terminals of the coils. 

/= frequency of the supply circuit. 

2. Connect the apparatus as shown in Fig. 69 and take 

readings over as wide a range of voltage as possible, the 

E 
frequency being varied so that ^ is a constant, thus keep- 
ing the flux density constant. 

3. Repeat (2) for several different values of flux 
density. 

4. The wattmeter will indicate the iron loss plus a 
small copper loss. In a properly constructed apparatus 
the latter loss is negligible. 

Then 

W=Wh + We = khf+keP 

when kk = aVP^'^ 

and ke = bVP?\ 

By dividing the above expression by / we obtain 

W 

Y = kh+kef 
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W 



which is the equation of a straight line between -y and /. 

Plot this curve {ab Fig. 70) and extend it to the inter- 
section with the axis of ordinates. The value of the 
ordinate, oCj is that of the constant, kh» 

By multiplying the ordinate, oc = khy by any frequency, 
the watts lost in hysteresis is determined for that fre- 
quency and the flux density (constant) for which the 
measurements were taken. 
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Fig. 70. 



Likewise the eddy-current loss is obtained for this flux 
density and any given frequency by multiplying the or- 
dinate, Jfcc/, for that frequency by the frequency. 

The hysteresis and eddy-current losses determined 
above may be plotted as in Fig. 71. 

5. Steinmetz's Exponent. — The equation for hysteresis 
loss 



TFA = aF//?^ 



may be written 



Wh = kh'E'' 
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since a, / and V are constants, and ^ is proportional to 
E, The latter expression may, in turn, be written 

log TF = log kh^+x log E, 



Eddy Currents 




Frequency 

Fig. 71. 



This equation is that of a straight line between log 
W and log E^ the tangent of the angle between the line 
and the axis of abscissa being the required value of x. 



I 




Lost E 
Fig. 72. 



(Note. — For the usual range of flux densities this angle 
should approximate 58° for which the value of a; = 1.6, 
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which is the value commonly assigned for Steinmetz's 
exponent.) 

Find, by means outlined above, the hysteresis loss for 
several values of E (over as wide a range as possible) 
but for the same frequency, so that the flux density will 
change, plot the log equation as in Fig. 72 and determine 
the value of x, 

6. Steinmetz's Coefficient. — If the hysteresis loss in 
iron is expressed in ergs per cubic centimeter per cycle, 
we have 

N being Steinmetz's coefficient which expresses the mag- 
netic quality of the iron. From the hysteresis loss 

determined above, the dimensions of the core and the 

E 
constant of the apparatus (/? = /by) the quality of the 

iron is determmed. 

7. Determine 

(a) hysteresis and eddy-current losses and plot them 

as in Fig. 71. 
(6) the value of Steinmetz's exponent. 
(c) the electrical quality of the irqn. 

8. Explain 

(a) the effect of a change of frequency on the iron 

losses. 
(6) how varying the voltage and the frequency in 

the same ratio keeps the flux density constant. 
(c) the effect on the iron losses of laminating the 

iron. 

9. If the iron tested were used in the core of a 2,200 : 220- 
volt transformer, determine the iron losses at 60 cycles 
as compared to those at 25 cycles. 

8 
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The Constant Current Transformer 

The object of this experiment is to study the trans- 
former used to supply constant current to a series arc- 
lighting system from constant potential mains. 




Fig. 73. 



1. Connect as in Fig. 73 and record the indications of 
the instruments for an increasing number of lamps. 

2. Repeat (1) for a non-inductive load, such as a water 
rheostat. 

3. Determine the resistance of the primary and of the 
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secondary winding, from which the copper losses for any- 
current value may be calculated. 

Then 
Iron losses = watts input— watts output — copper losses. 

4. Plot curves using KW output as abscissa and the 
following as ordinates: 

(a) primary e.m.f. 
(6) primary current. 

(c) primary power factor. 

(d) secondary e.m.f. 

(e) secondary current. 

(f) secondary power factor. 

(g) total copper losses. 
(h) iron losses. 

(i) eflSciency. 

5. Explain 

(a) how the primary current and e.m.f. remain 
practically constant with varying load. 

(b) why the iron losses change as the load varies. 

(c) the relation between the losses at maximum 
efficiency. 

(d) the cause of the low power factor of the arc-lamp 
circuit. 

(e) why the distance between the two coils varies 
as the load changes. 

(J) how the ratio of voltage transformation changes, 
the ratio of the number of turns in the coils 
being constant. 

References 

Franklin & Esty, Alternating Currents, pp. 215-217. 
Karapetoff, Exp. Elec. Eng., Vol. 1, pp. 240-243. 
Crocker, Electric Lighting, pp. 171-174. 
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The Mercury-arc Rectifier 

The object of this experiment is the study of the 
mercury arc as used for the rectification of alternating 
currents. 

1. The mercury-arc rectifier consists of a vacuum tube 
containing a small quantity of mercury, which forms an 
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electrode to which one terminal of the D.-C. circuit is 
connected, two or more iron or graphite terminals, to 
which the A.-C. lines are connected and an auxiliary 
mercury electrode for starting. It may be operated on 
either single-phase or polyphase circuits. Diagrams 
for single- and for three-phase circuits are shown in Fig. 
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74. The direct current is constant potential or con- 
stant amperage, depending on whether T is a constant 
potential or a constant current transformer. 

2. Starting. — Close the D.-C. circuit (through a resist- 
ance such that the current will not become excessive) , 
close the starting switch and shake or tilt the bulb until 
the two mercury electrodes are connected by the liquid. 

Open the starting switch and let the bulb return 
to its normal position. 

3. Measure the following for constant A.-C. voltage: 

(a) A.-C. voltage. 
(6) A.-C. amperes. 

(c) 'D.-C. voltage. 

(d) D.-C. amperes. 

(e) watts input. 
(J) watts output. 

4. Repeat (3) for constant current in the D.-C. circuit. 

5. Calculate the following for (3) and (4) : 

(a) eflSciency. 

(b) power factor of the A.-C. circuit. 

6. With watts output as abscissa, plot the, following 
curves from data obtained in (3) and (4) : 

(a) A.-C. voltage. 

(6) A.-C. amperes. 

(c) D.-C. voltage. 

(d) D.-C. amperes. • 

(e) efficiency. 

(J) power factor of the A.-C. circuit. 

7. Explain 

(a) the need of the auxiliary electrode and starting 

circuit. 
(6) the use and effect of an inductance in the 

D.-C. circuit. 
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(c) why the apparatus will not operate with the 
D.-C. circuit open. 

(d) why the efficiency increases with increased 
A.-C. voltage. 

(e) why A.-C. instruments should be used in the 
D.-C. circuit. 

(J) the conditions affecting the life of the tube and 

how the life is prolonged. 
(g) why the mercury-arc rectifier is not used to 

supply D.-C. motors. 
(A) why the arc " breaks '* when the D.-C. amperes 

fall below a certain minimum value. 
(i) the effect should mercury be deposited on the 

alternating-current terminals. 
(k) the relation of the D.-C. voltage to the A.-C. 

voltage. 
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Franklin & Esty, Alternating Currents, pp. 171-172. 
Standard Handbook. 
Foster's Handbook. 
Current publications. 
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Insulation (Breakdown) Test 

The object of this experiment is to familiarize the 
student with the conduct of a high-voltage insulation 
test and to determine the relative insulating values of 
different materials. 

1. Connect a high-voltage transformer as in Fig. 75. 
Supply the primary (low voltage) of the transformer 
from a circuit the voltage of which may be varied 
between wide limits. 

(Warning, — Extreme care must be taken during the 
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performance of this experiment that no part of the 
apparatus is touched except when the switch of the 
primary circuit is open, as the voltage is likely to be 
very high.) 

2. Flat Insulation. — Materials like Fuller board, 
cloth and mica may be tested by placing a suitable 




Supply 



Fig. 75. 

piece of the material between terminals connected to 
the high-voltage winding, as shown in Fig. 76, and 
gradually increasing the applied voltage until break- 
down occurs. 

Separate the terminals and determine, by means of the 



Insulation 

t — Terminal Plates 



Fig. 76. 

spark gap, the "sparking'' distance, in air, for the same 
primary (applied) voltage. The breakdown voltage may 
be determined by reference to Fig. 77. 

{Note, — Do not use burned or blunt needles in deter- 
mining the sparking distance.) 
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3. Wire Insulatitm. — Immerse the wire, the insulation 
of which is to be tested, in a vessel of salt water, connect 
one terminal of the transformer to the salt water, the 
other to the wire and proceed as in (2). 

4. Porcelain, Glass and Other Shaped Insolation. — 
Connect to the high-voltage winding by means of salt- 
water terminals and proceed as in (2). 



Fio. 78. 

Darken the room and note 

(a) the discharge over the surface of a high-voltage 
pole-line insulator, 

(b) the corona at high voltages. 

6. Oil. — When oil is to be tested it is placed in a glass 
vessel having two polished spherical terminals (Fig. 78) 
which are connected to the high-voltage winding of the 
testing transformer. The upper terminal is movable 
by means of a micrometer screw or other device, so that 
the distance between the balls may be easily changed and 
measured. 

6. Compare the insulating properties of 

(a) different materials of the same thickness. 
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(b) different thicknesses of the same material. 

(c) two or more layers of a given material with a 
single layer of the same total depth. 

7. Determine the breakdown voltage of 
(a) wire or cable insulation. 
(6) transformer oil. 

References 

Karapetofif, Exp. Elec. Eng., Vol. 2, pp. 82-88. 
Standard Handbook. 
Foster's Handbook. 
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Wave Form 

The object of this experiment is to study the form of 
e.m.f. and current waves and to determine the effects of 
different types of load on the wave form. 




Fig. 79. 

1. Two methods are available for determining the 
shape of an e.m.f. or current wave, (a) the point-to-point 
method, (6) the oscillograph. 

(a) The contact maker. — A simple and easily 
applied point-to-point method consists of the 
connections shown .in Fig. 79, where G is the 
generator, the wave form of which is to be 
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(b) 



determined, or a small synchronous motor 
supplied with current from such a source. C is 
a contact maker driven by the generator (or the 
motor) and so arranged that an instantaneous 
current is sent through the circuit once in each 
revolution. 

The oscillograph. — In the oscillograph, rotating 
or vibrating mirrors are caused to reflect a beam 
of light onto a screen or a photographic plate. 
Two motions, at right angles to each o*ther, are 




Fig. 80. 

required to give a correct representation of wave 
form, one proportional to the magnitude of the 
current or e.m.f., the other constant. Fig. 80 
represents the electrical circuits of an oscillo- 
graph provided with two vibrators so that 
the current and e.m.f. waves may be taken 
simultaneously. 

M is a small synchronous motor which vibrates or 
rotates a mirror, the period of vibration of which is 
constant; Vi and V2 are the vibrators the deflections of 
which are proportional to the instantaneous value of the 
current or the e.m.f. /? is a current shunt in series with 
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the load while Ri and R2 are resistances in the vibrator 
circuits. 

3. Determine the current and the e.m.f. wave from for 

(a) non-inductive load, 

(6) over-excited synchronous motor. 

(c) under-excited synchronous motor. 

(d) synchronous motor load at unity power factor. 

(e) induction motor load. 

(/) an imloaded transformer. 

(g) *the primary of a constant current transformer. 

(h) the secondary of a constant current transformer 
(1) on an arc circuit, (2) on non-inductive circuit. 

(h) the secondary of a constant current transformer 
(1) on an arc circuit, (2) on non-inductive 
circuit. 

(i) the mercury arc rectifier (A.-C. side). 

(k) the mercury arc rectifier (D.-C. side). 

(I) current in neutral between generator and a three- 
phase motor; e.m.f. line to neutral. 

(m) current in neutral between star-connected 
transformers; e.m.f. line to neutral. 

(n) current in line; e.m.f. between lines of a three- 
phase, non-inductive system. 

(0) open-delta transformer connection. 

(p) three-phase and two-phase sides of a Scott 
transformation. (Test the current and the 
voltage relations in each line and the junction 
of the coils on the three-phase side.) 

4. Explain 

(a) the use of the condenser in the contact method. 
(6) why the waves differ in shape for different 
loads. 

(c) the current and voltage relations found in (3p). 

(d) how the power factor of a circuit may be 
determined from an oscillogram. 
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(e) the cause of the triple frequency currents in the 
neutral of a star-connected system. 



References 

Karapetofif, Exp. Elec. Eng., Chap. 27. 
Kinzbrunner, Alternating Currents, Chap. 8. 



APPENDIX 

Power Measurements and Wattmeter Connections 

This article is written for reference in making connec- 
tions for the measurement of power in the above experi- 
ments rather than as an additional experiment. It is 
the writer's belief that all the experimental work 
desirable in power measurement can be best given in 
connection with other experiments where the measure- 
ment of power is required, by the use of different watt- 
meter connections for different experiments. 

1. General Method. — The general method, which 
requires one less wattmeter than there are conductors in 
the system, is applicable to any system of any number of 
phases and under any condition of balanced or unbalanced 
loading. Any conductor may be regarded as a common 
return for all the others. The current coil of a watt- 
meter is connected in each conductor (except the one 
selected as the common return) and the potential coil is 
connected from the conductor to the common return. 
The algebraic sum of the wattmeter readings is the power 
of the system. The connections for single-phase (Fig. 
81) and for three-phase (Fig. 82) illustrate this method. 

In using the general method for three-phase systems, 
the readings are equal only when the load is balanced and 
the power factor is unity. Thus in Fig. 82 the readings 
will be unequal for any load, balanced or unbalanced, 
whose power factor is less than unity and, if the power 
factor is less than 50 per cent., one of the meter readings 
is negative, i.e., the numerical difference of the readings 
is the power in the circuit. 
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To determine if the power factor of a three-phase load 
circuit is greater or less than 50 per cent., measure the 
power in a non-inductive circuit, connecting the coils so 
that the meters indicate properly. With the same meter 
connections measure the power in the circuit whose 
power factor is imknown and if the terminals of the 




Fig. 81. 

current coil of one wattmeter must be reserved to make 
it indicate properly, the reading of that meter should be 
regarded as negative and the power factor of the circuit is 
less than 50 per cent. 

Another simple method of determining whether the 
power factor of the load circuit is greater or less than 50 
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Fig. 82. 



per cent, is to interchange the two meters without altering 
the relative connections of the current and potential 
coils. If the deflections are in the same direction as 
before the meters were interchanged, the power factor is 
greater than 50 per cent. 

From the two wattmeter readings the angle between 
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the current and the e.m.f. vectors may be determined, 
for balanced load and sine waves, from the following 
equation: 

By providing suitable switches so that one meter 
may be alternately connected to different phases, only 
one meter is required for the measurement of power by 
the two-wattmeter method. 

2. Single Meter Methods on Three-phase Systems. — 
When the potential coil of thes wattmeter can be con- 
nected to the neutral of a three-phase system, the con- 
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Fig. 83. 



nections shown in Fig. 83 may be used. If the load is 
balanced, three times the wattmeter indication is the 
total power of the system or the meter may be calibrated 
to read total power direct. If the load is not balanced, 
switches must be provided for connecting the current 
coil successively in each of the circuits, and the sum of 
the indications taken as the power of the system. 

Unless the ratio of the resistance of the potential 
circuit of the wattmeter to /?i, R2 and Rz is high, an 
appreciable error is introduced due to the shunting of 
current around the load resistance. This error is 
eliminated by the use of a " y multiplier in which two 
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resistances, each equal to that of the potential circuit 
of the wattmeter, are connected with the wattmeter 
coil to form an "artificial F." Fig 84. 

3. Poljrphase Wattmeters. — The polyphase watt- 
meter is a combination of two or more single elements 
acting on the same moving part. Each pair of coils 
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Fig. 84. 



(voltage and current) is connected as in a single-phase 
meter and tested to give a deflection in the proper 
direction, considering the power factor of the load circuit 
as explained in Section 1. 
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